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Abstract
The use of laser desorption as a sample introduction method for solid-phase
microextraction (SPME) has been investigated in this research project. Three
different types of analytical instruments, mass spectrometry (MS), ion mobility
spectrometry (IMS) and gas chromatography (GC) were employed as detectors.
The coupling of laser desorption SPME to these three instruments was constructed
and described in here.
Solid-phase microextraction/surface enhanced laser desorption ionization fibers
(SPME/SELDI) were developed and have been coupled to two IMS devices. SPME/
SELDI combines sampling, sample preparation and sample introduction with the
ionization and desorption of the analytes. Other than being the extraction phase for
the SPME fiber, the electroconductive polymer coatings can facilitate the ionization
process without the involvement of a matrix assisted laser desorption/ionization
(MALDI) matrix. The performance of the SPME coatings and the experimental
parameters for laser desorption SPME were investigated with the SPME/SELDI-
IMS devices. The new SPME/SELDI-IMS 400B device has a faster data acquisition
system and a more powerful data analysis program. The optimum laser operation
parameters were 250 µJ laser energy and 20 Hz repetition rate. Three new SPME
coatings, polypyrrole (PPY), polythiophene (PTH) and polyaniline (PAN) were
developed and evaluated by an IMS and a GC. The PPY coating was found to have
the best performance and was used in most of the experiments. The characteristics
of the PPY and the PTH SPME/SELDI fiber were then assessed with both IMS
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and MS. Good linearity could be observed between the fiber surface area and the
signal intensity, and between the concentration and the signal intensities.
The ionization mechanism of poly(ethylene glycol) 400 (PEG) was studied with
the SPME/SELDI-IMS 400B device. It was found that the potassiated ions and so-
diated ions were both present in the ion mobility spectra. The results obtained with
quadrupole time-of-flight (QTOF) MS confirmed the presence of both potassiated
and sodiated ions. This result suggested that cationization is the main ionization
process when polymers are directly ionized from the PPY coated silica surface.
Four PEGs with different average molecular weights and poly(propylene glycol)
400 were also tested with this SPME/SELDI device. The differences between the
ion mobility spectra of these polymers could be used for the fast identification of
synthetic polymers.
The SPME/SELDI fibers were then coupled to QTOF MS and hybrid quadru-
pole linear ion trap (QqLIT) MS, respectively. Improved sensitivity could be
achieved with QqLIT MS, as the modified AP MALDI source facilitated the ion
transmission. The application of method for analysis of urine sample and the bovine
serum albumin (BSA) digest were demonstrated with both PPY and PTH fibers.
The LOD for leucine enkephalin in urine was determined to be 40 fmol µL−1 with
PTH coated fiber; and the LOD for the BSA digest was 2 fmol µL−1 obtained with
both PTH and PPY fibers.
A new multiplexed SPME/AP MALDI plate was designed and evaluated on the
same QqLIT MS to improve the throughput, and the performance of this technique.
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The experimental parameters were optimized to obtain a significant improvement
in performance. The incorporation of diluted matrix to the extraction solution
improved the absolute signal and S/N ratio by 104× and 32×, respectively. The
incorporation of reflection geometry for the laser illumination improved the S/N
ratio by more than two orders of magnitude. The fully optimized high through-
put SPME/AP MALDI configuration generated detection limit improvements on
the order of 1000-7500× those achieved prior to these modifications. This system
presents a possible alternative for qualitative proteomics and drug screening.
Laser desorption SPME as a sample introduction method for the fast analysis
of non-volatile synthetic polymers was also demonstrated here. The coupling of
laser desorption SPME to GC/FID and GC/MS was performed, and the advan-
tage of laser desorption over traditional thermal desorption was demonstrated in
this research. Laser desorption PEG 400 was observed more efficient than thermal
desorption. Good separation was obtained even with a 1-m or 2-m column. These
results demonstrate the potential of laser desorption SPME as a sample introduc-
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1.1 Introduction to Solid-Phase Microextraction
(SPME)
Solid-phase microextraction (SPME) is a sample preparation and sample introduc-
tion technique invented by Pawliszyn and co-workers in 1989.[1][2] It integrates sam-
pling, extraction, concentration, and sample introduction into a single solvent-free
step. It has been successfully applied to a wide variety of volatile and semi-volatile
compounds from environmental, food, clinical, and pharmaceutical samples. More
recently, it has also been directly coupled to high-performance liquid chromatogra-
phy (HPLC) and HPLC/MS to analyze non-volatile or thermally labile compounds
not suitable for GC or GC/MS.
1
1.1.1 Principles of SPME
SPME was developed to address the need to facilitate rapid sample preparation
both in the laboratory and on-site (in the field). In SPME, a small amount of
extraction phase associated with a solid support is exposed to the sample for a
pre-determined amount of time. If the extraction time is long enough, a partition
equilibrium between the sample matrix and extraction phase is reached. In this
case, the amount extracted is independent of the extraction time and the convection
conditions. If the extraction is conducted in a short time, i.e. pre-equilibrium
extraction, then the amount of analyte extracted is related to the extraction time
if the convection/agitation are kept constant.
There are two different implementations of the SPME technique that have been
extensively studied. The first, in-tube SPME, involves a polymeric extraction phase
that is coated on the internal surface of a capillary tube; the second implementation,
which is considered more traditional, is associated with the fiber design, and the
polymer is coated on the outer surface of fiber. As SPME used in the research
presented herein is closer to the fiber design, in-tube SPME will not be discussed.
Fiber-designed SPME involves the transport of analytes from the sample matrix
to the coating (extraction phase), which starts when the coated fiber is placed in
contact with the sample. The amount of analyte extracted by the SPME fiber
increases with the extraction time until an equilibrium is reached between the
sample solution and the extraction phase. In practice, the extracted amount is
independent of a further increase in the extraction time. In a two-phase system
2
(sample-coating), the equilibrium conditions can be expressed as:
n =
Kfs · Vf · Vs · C0
Kfs · Vf + Vs (1.1)
Where n is the number of moles extracted by the coating at equilibrium, Vs and
Vf are the volumes of the sample and fiber coating, respectively, C0 is the initial
concentration of a given analyte in the sample, and Kfs is a fiber coating/sample
matrix distribution coefficient. This equation is limited by the partition equilibrium
between the sample and liquid polymeric coating such as poly(dimethylsiloxane).
In most cases, Vs is much larger than the coating capacity (Vs >> Kfs · Vf),
therefore the amount of analyte that is extracted by this type of coating is directly
proportional to the initial analyte concentration in the sample.
n = Kfs · Vf · C0 (1.2)
This feature, combined with the other advantages of SPME (flexibility and
portability), makes SPME fiber suitable for field sampling and analysis.
Solid sorbent coatings, including poly(dimethylsiloxane)/divinylbenzene (PDMS
/DVB), CarbowaxTM/divinylbenzene (CW/DVB) and CarbowaxTM/template resin
coatings, extract analytes by adsorption. This extraction process is limited to the
surface of the coating. Because the number of active sites on the surface of the
coating is limited, saturation of the surface can occur with high analyte concentra-
tions. Therefore, a linear response for these coatings can be expected only when
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the concentration of the analyte is low. Similarly, the competitive interference from
the sample matrix can displace the target analyte from the surface of the coating.
A theory based on Langmuir’s adsorption theory could be used for this type of
coating:
n = Kfs · Vf · Vs · C0 ·
(Cfmax − C∞f )
[VS + (Kfs · Vf · (Cfmax − C∞f ))]
(1.3)
where Cfmax is the maximum concentration of active sites on the coating, and
C∞f is the equilibrium concentration on the coating. The other terms in the equation
have the same meaning as in Equation 1.1, with the exception of the distribution
coefficient, Kfs. In Equation 1.3, Kfs is defined as the adsorption equilibrium
constant, but it is the partition coefficient in Equations 1.1 and 1.2.
The main difference between Equation 1.1 and Equation 1.3 is the presence of
the coating concentration term (Cfmax − C∞f ) in the numerator and denominator
of Equation 1.3. For very low analyte concentrations on the coating, it can be
assumed that Cfmax >> C
∞
f . For this condition to be fulfilled, the analyte concen-
tration in the sample and/or its affinity towards the coating must be low. Under
these circumstances, a linear dependence should be observed. Otherwise, non-linear
adsorption relationship will be obtained.
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1.1.2 Extraction Modes
Three typical SPME extraction modes are commonly used: direct extraction, head-
space SPME, and amembrane-protected SPME extraction.
the direct extraction mode, the coated fiber is directly immersed in the sample so-
lution and the analytes are transported directly from the sample matrix to the
extraction phase. This mode is mostly used for non-volatile and polar compounds.
In the headspace mode, the analytes are transported through the air barrier be-
fore they can reach the coating. The fiber is exposed to the vapor phase above
a gaseous, liquid or solid sample. This mode can protect the fiber coating from
damage by high molecular weight compounds and other non-volatile interferences
present in the sample matrix. The headspace mode allows for the alteration of the
sample matrix to facilitate the extraction without damaging the fiber. When using
a SPME fiber to extract through a membrane, the membrane serves as a barrier to
protect the fiber when the sample is considered dirty.
1.1.3 Desorption Methods
After extraction from the sample solution, the analytes extracted by the SPME fiber
are desorbed and introduced to the appropriate analytical instruments for further
analysis. The choice of desorption method for SPME depends on the instrument
that is used to analyze the sample and the chemical and physical properties of the
analytes. Thermal desorption is applicable for volatile and semi-volatile compounds
that are thermally stable. Therefore it is widely used to introduce an analyte into a
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GC and an IMS. It has also been reported that for volatile analyte, such as toluene,
direct desorption from the SPME fiber by electrons can occur inside an ion trap
MS.[3] For polar and/or non-volatile analytes, a solvent is used to desorb the analyte
to a HPLC and a HPLC/MS. Recently, efforts have been made to directly couple
SPME with MS for polar and non-volatile compounds. SPME with biocompatible
particle coatings were coupled to nanospray MS by directly desorbing analytes in
a nanospray tip with a solvent.[4] Pulsed laser was also used to desorb analytes
extracted by a SPME/MALDI fiber to IMS and MS.[5] This solvent-free desorption
method will be extensively discussed in this work.
1.1.4 SPME Fiber Coatings and Fiber Preparation
SPME Fiber Coatings
The efficiency of the extraction process is dependent on the distribution coefficient
Kfs. This parameter characterizes the fiber coating properties, as well as its se-
lectivity toward a certain analyte versus other compounds present in the sample
matrix. The coating volume determines the method sensitivity according to Equa-
tion 1.1. A better sensitivity can be obtained if a thicker coating is used, but a
longer extraction time is needed for a thicker coating. Therefore, it is important to
choose the appropriate coating for a specific application.
To date, most analytes that are of low polarity can be successfully analyzed by
commercially available fibers. Therefore, the development of new SPME coatings
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that exhibit high extraction ability for the polar analytes is one way to expand the
application of SPME for the analysis of polar analytes. Conductive polymers have
found wide application in many fields, including separation science, chemical sensors
and electrochemical analysis, due to their inherent multifunctional properties, such
as their hydrophobicity, acid-base properties, π-π interactions, hydrogen bonding,
anion exchange capacity, etc. The widely used electroconductive polymers are
based on polypyrrole, polythiophene and polyaniline. Of these three classes of
materials, polypyrrole and its derivatives have been extensively studied in recent
years. Recently, PPY coated SPME has been developed to analyze polar and ionic
analytes.
Other than conductive polymers, extraction materials with high selectivity are
also considered for use as SPME coatings. For example, molecularly imprinted
polymers and immobilized antibodies facilitate high-selectivity extraction with min-
imum nonspecific adsorption. HPLC stationary phase particles are also good can-
didates for better sensitivity due to the choices of their affinity towards analytes
with different polarity. The development and evaluation of the above new SPME
fiber coatings is intensively under investigation in Prof. Pawliszyn’s research group.
SPME Fiber Preparation
There are different methods for preparing coatings for a SPME fiber. The dipping
method involves placing a fiber in a concentrated solution of coating material for
a short time. Once the fiber is removed from the solution, the organic solvent is
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evaporated and the deposited coating material can be crosslinked.[1] The prepara-
tion of commercial fiber coatings is identical to the preparation of optical fibers.[6]
The coating process is carried out simultaneously during the drawing of the fused-
silica rod. The reproducibility of the coating thickness is typically excellent. Good
reproducibility can also be obtained by using a piece of hollow fiber membrane.
The membrane is treated with an appropriate volatile organic solvent, and then
the swelling membrane is placed onto the tip of the fiber, and the solvent is left to
evaporate. The thickness of the coating is determined by the membrane thickness.
The aforementioned fiber preparation methods involve the depositing of a poly-
mer material onto the fibers. The development of new extraction materials also
introduces new fiber preparation methods. To prepare a PPY coated fiber, for
example, the electrodeposition method can be used when stainless steel is used as
the SPME fiber support [7]. When silica is used as the support, the fiber tip is
dipped in the reactant solution so that PPY can grow on the fiber tip by chemical
polymerization.[8] Molecularly imprinted polymers, C18 particles, and ion-exchange
particles are deposited by dipping the fiber in a glue diluted with an organic sol-
vent, and then the fiber is rolled in the particles. The particle coatings can also
be prepared by dipping the fiber in a slurry of particle and glue mixture. In both
methods, organic solvent is evaporated and the glue can be cured at a specific
temperature.
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1.2 Interfacing SPME to Analytical Instruments
As a widely used simple and efficient, solvent-free sample preparation method,
SPME has been successfully interfaced to various analytical instruments. GC and
HPLC (HPLC/MS) are most commonly coupled with SPME. Recently, SPME
has also been coupled to capillary electrophoresis (CE), ion mobility spectrome-
try (IMS) and mass spectrometry (MS).
1.2.1 SPME-GC Interface
The analytical instruments that most frequently have been used with SPME are
GC or GC/MS. An autosampler for SPME-GC analysis is also available to improve
the throughput and make the method less labor intensive. Due to its solvent-free
nature, SPME can be easily interfaced to GC without the use of complex injectors
to deal with the large amount of solvent vapor. The narrow inserts are required
to increase the linear flow around the fiber, resulting in the efficient removal of the
desorbed analytes. Although the desorption of analytes is very fast, rapid injection
devices have been constructed to creat a sharper injection zone and induce faster
separation times.[9] In this design, the close match between the inner diameter of
the capillary and the outer diameter of the fiber assures a high linear flow rate of the
carrier gas along the fiber, and effective heat transfer from the heater to the fiber.
Heating rates up to 1000 ◦C /s have been achieved by using capacitive discharge.
The fiber can also be heated rapidly by passing a current though the fiber.
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In addition to the aforementioned injector and fiber devices, the use of a pulsed
laser is an alternative solution for rapid desorption. The coupling of laser desorption
SPME to GC and GC/MS will be discussed further in this work.
1.2.2 SPME-HPLC Interface
Design of a SPME-HPLC interface was described by Chen and Pawliszyn for manu-
ally injection.[10] This interface included a desorption chamber that was connected
to a six-port injection valve. To improve the throughput of this method, samples
were desorbed in a 96-well plate and then injected into the LC/LC-MS with an
autosampler. Currently an integrated autosampler for LC/LC-MS is being con-
structed in Prof. Pawliszyn’s research group.
1.2.3 Other Interfaces
The coupling of SPME and capillary isoelectric focusing (CIEF) with laser induced
fluorescence detector (WCID) was reported recently for the analysis of proteins.[11]
The coupling of a SPME probe with CE was achieved on with a SPME probe
adapter housed in a cartridge prepared in the labortory. The outer diameter of the
SPME probe (approximately 340 µm) was very close to the inner diameter of the
hollow fiber (approximately 380 µm), and this set-up ensured a uniform distribution
of the electrical field.
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1.3 Laser Ablation, Laser Desorption, MALDI
and SELDI
Since the 1960s, analytical chemists have been aware of the possibilities of using the
interaction of laser radiation with a sample as a method of sub-sampling for the in-
troduction of solid materials into spectrometers. Subsequently, laser sub-sampling
appeared in the literature for use in atomic spectrometry. In the meantime, exten-
sive investigations of the interaction of laser radiation with solids have been made,
and there are considerable publications in the physics literature related to this topic.
Many of the fundamental processes have been studied and the basic understanding
of laser desorption sampling is useful to an analytical chemist for the evaluation of
the possibilities of using this techenique for analytical purposes. However, it has
been reported in the literature that “the mechanism of vaporization of a solid by
a laser beam is a complex process which, at present, is not fully understood”.[12]
Despite this fact, there are a few reviews by Moenke-Blankenburg [13] and Radziem-
ski and Cremers [14] that are useful for general background information about laser
ablation.
In addition to its use in analytical chemistry, the laser has been widely used in
industrial and medical fields. The use of the laser as an industrial machining tool
started several years after the invention of the laser. The early laser machining
applications were drilling and welding. More recently, the laser has been applied
widely in drilling, cutting, welding, heat treatment, and thin-film deposition pro-
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cedures. In the medical field, lasers were introduced as a promising way of provid-
ing less invasive, non-traumatic, quick-healing, cost-effective treatment.[15][16] The
most publicized medical applications of laser ablation are ocular keratotomy (eye
surgery) [17] and dentistry [18]. It has also been used to destroy the tissue blocks
arteries, [19][20] and as the treatment of tumors and malignancies [21].
In this chapter, only the use of the laser as a sample introduction method for
analytical instruments will be discussed, i.e., the use of laser ablation to introduce
atoms into atomic absorption spectrometry and inductively coupled plasma atomic
emission spectrometry, and laser desorption molecules to mass spectrometry.
1.3.1 Laser Ablation
Strictly speaking, laser ablation refers to a laser-induced material ejection. Usually,
“the term is associated with a ‘macroscopic’ material removal and pronounced
morphological changes that are affected on condensed phases upon irradiation with
intense laser pulses”.[22]When laser light is absorbed by a solid, a variety of heating
phenomena occur. The effects include surface heating, vaporization, dissociation
and excitation of materials and a change of phase inside the sample. Laser ablation
is widely used as a sample introduction method for atomic absorption spectrometry,
and inductively coupled plasma atomic emission spectrometry, because the focused
beam of a pulsed laser is capable of vaporizing or ablating all materials.
At moderate laser irradiances, the interaction between the laser beam and the
sample causes rapid heating and ejection of a plume of material from the surface of
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the sample. The plume contains vaporized atomic and molecular species as well as
liquid and solid particles and it is usually associated with visible emission, partic-
ularly at higher laser fluences, because the optically induced breakdown generates
a microplasma. In this case, atomic emission spectroscopy and atomic absorption
spectroscopy were used to analyze the atoms or ions in the plasma. Thus the ele-
mental composition of the solid samples could be obtained. This method is used
to analyze inorganic samples or the inorganic components in both biological and
organic samples. In general, laser radiation with a 0.5 - 1 Joule laser output energy
generates a plasma with a high concentration of ions. Therefore, mass spectrometry
was considered to be coupled with laser desorption.
Figure 1.1: Schematic of laser desorption.
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1.3.2 Laser Desorption
Ablation relates to several other applications in the broad sense of “material re-
moval”. The most relevant one, desorption, refers to the various schemes that em-
ploy laser irradiation for ejecting molecules in the gas phase for their characteristic
and/or spectroscopic study.
Laser mass spectrometry is performed by direct desorption/ ionization in one
step (laser desorption mass spectrometry, LDMS),[23][24] or a two-step combination
of desorption and photoionization (two-step laser mass spectrometry, L2MS).[25]−[27]
MALDI is a variation of LDMS, where an appropriate matrix is added to the sam-
ple to enhance both the sample volatilization and the formation of ions.[28][29] The
details of MALDI will be discussed later in this chapter. One of the main differences
between these methods is the location where the ions are formed. It is commonly
believed that the ions are formed directly on the surface in LDMS (Figure 1.1),
in the desorption plume in MALDI, and in the ionization volume defined by the
post-ionization beam in L2MS.
Laser desorption (LD) combined with mass spectrometry was first reported by
Vastola et. al. at 1966.[30] In 1978, Posthumus and co-workers described LD of
intact parent ions and fragments from nonvolatile compounds, such as oligosac-
charides, peptides and nucleosides.[31] At that time, most of the non-volatile com-
pounds were ionized by field desorption to be subsequently analyzed by mass spec-
trometry. The biggest challenge with the mass spectrometry of these molecules has
been the difficulty of volatilizing the analytes without thermal degradation. How-
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ever, progress in LD and other approaches, such as fast atom bombardment, and
secondary ion mass spectrometry, have made it possible to analyze compounds with
higher mass and/or polarity by mass spectrometry. Time-of-flight (TOF) analyzers
were chosen for the mass separation of ions being produced by laser pulses due to
several advantages over magnetic sector and quadrupole mass analyzers available
at that time, including:
• high ion throughput resulting in high sensitivity;
• ease of construction and operation;
• theoretically unlimited mass range; and
• ideal for mass separation of ions being produced by pulsed methods.
It was later recognized that the LDMS approach possesses three disadvantages.
First, the ion yield is low, with the ion-to-neutral ratio of 10−3 − 10−5.[32][33] Sec-
ond, the laser fluences needed to produce an adequate ion current are high enough
to induce significant fragmentation. Third, a serious ionization matrix effect can
occur.[34] L2MS was developed to overcome these method weaknesses. In L2MS,
a desorption laser with laser power less than the ion formation threshold, typically
an IR laser, is used for the laser-induced thermal desorption of molecules from a
substrate. A second pulsed laser is then fired after an appropriate time delay with
respect to the desorption laser pulse, for post-ionization of the desorbed neutral
particles. The ionization laser beam is focused only 1-2 mm above the sample
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surface.[35] The L2MS approach is based on the spatial and temporal separation
of the desorption and ionization step. This allows for the optimization of the laser
parameters separately, therefore the matrix effects can be dramatically decreased.
The quantitative analysis can be carried out with a wide linear dynamic range.
Moreover, fragmentation is negligible, making it easier to interpret mass spectra.
1.3.3 Matrix Assisted Laser Desorption/Ionization
As an alternative matrix approach for LDMS, MALDI was reported by Tanaka [28]
and Karas[29] in 1988. Since then, it has been one of the most successful ioniza-
tion techniques for the analysis of non-volatile, large molecular weight compounds.
MALDI is widely used for the mass spectrometric analysis of larger non-volatile
biomolecules, such as peptides, proteins, oligonucleotides, and oligosaccharides.
Synthetic polymers with high molecular weight are also studied by MALDI-MS;
information on the mass of the oligomer spacing, end-groups, the presence of rings,
and molar mass distributions can be obtained.
The fundamentals of this phenomenon, including mechanistic study of this ion-
ization mechanism, and the exact role of the matrix are still not fully understood.
Several research groups have proposed their point of view: the correlation of the
ejection process of the biomolecules with the laser and matrix parameters has been
examined by Dreisewerd to reveal the relative merits and limitations of different
models.[36] Dreisewerd concluded that the biomolecule ejection is similar to the sug-
gested volume ejection of material, though several addition features are involved.
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A hypothesis for the MALDI ion formation has been proposed both by Karas and
Zenobi.[37][38] Karas and Krüger proposed an explosive-like separation of the ejected
ionized clusters pattern during MALDI ion formation.[37] A detailed analysis of the
plausible processes responsible for the primary ionization of matrix and analytes in
the condensed phase is presented to support their theory. In contrast, Knochenmuss
and Zenobi emphasized the importance of the secondary charge-transfer processes
in the plume.[38] In this case, thermodynamic factors account for the final ion pat-
terns. The correlation of the observed ion patterns with the thermochemical data
is presented by the authors to support their hypothesis.
In short, a common and simple explanation for the MALDI mechanism (shown
in Figure 1.2) is described here.
1. The matrix absorbs UV or IR laser energy;
2. The matrix ionizes and dissociates; it undergoes a phase change to a super-
compressed gas; charge is passed to some of the analyte molecules;
3. The matrix expands at a supersonic velocity, additional analyte ions are
formed in the gas phase, and ions are entrained in the expanding plume;
4. Ions may be pre-formed and released by the expanding plume, and the matrix





To detector (MS, IMS) 
Analyte embedded in matrix
Electric
field
Figure 1.2: Schematic of MALDI mechanism.
The matrix effect was described to be three fold:[37] First a controllable energy
transfer to the condensed phase matrix-analyte mixture produces a “uniform and
soft desorption”; second, chemical reactions promote ionization; and third, “favor-
able prerequisites” are generated by isolating the analyte molecules in the excess
matrix. The commonly used matrices for UV-MALDI are listed in Table 1.1.
Physical Matrix
In addition to the study of large non-volatile biomolecules, MALDI-MS is also
widely used for the analysis of small molecules such as drugs, peptides, and syn-
thetic polymers. For the analysis of small molecules, the chemical background from
the matrix has been an issue. To accomplish laser desorption ionization with good
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Matrix Structure Wavelength Major Applications




Sinapinic acid 337 nm, 353 nm proteins, peptides
a-cyano-4-hydroxy 337 nm, 353 nm peptides
cinnamic acid
3-hydroxy 337 nm nucleic acid
picolinic acid
Table 1.1: Commonly used UV-MALDI matrices.
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sensitivity and free of chemical background, new materials have been explored to
facilitate laser desorption and ionization without the involvement of a MALDI ma-
trix. In comparison with a chemical matrix, herein the term “physical” matrix is
used to describe these surfaces and substrates.
Among all of the reported physical matrices, desorption ionization on silicon sur-
face (known as DIOS) is the most successful and has been commercialized.[39]−[44]
By silylation of an oxidized porous silicon surface, an unprecedented detection limit
of 800 ymol for des-Arg9-bradykinin could be achieved on a silylated DIOS chip.[43]
Au coated alumina has also been reported to facilitate ionization.[45]
Carbon, metal and metalloid nanoparticles suspended in vacuum stable liquids
(such as glycerol and lactic acid) have also been investigated for use as a physical
matrix. In addition, the use of carbon,[46][47] Au,[48][49] TiN,[50] and TiO [51]2
nanoparticles have been reported. Carbon nanotubes were also reported to be used
as a physical matrix.[52]−[54] Other than the inorganic substrates mentioned above,
some organic compounds have also been applied on a silica surface and functioned
as matrices; DHB derived sol-gel [55][56]and PPY are two examples.[8]
The mechanisms of desorption and ionization from these physical matrices are
still under investigation. Thermal surface desorption might be one mechanism.
Meso- and nanostructures are believed to enhance the sensitivity due to large acces-
sible surface areas, higher heating rates and peak temperatures due to the reduced
heat conduction. A chemically modified surface can strongly enhance adsorption,
and subsequently desorption of certain analytes.
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1.3.4 Surface Enhanced Laser Desorption/Ionization
Surface enhanced laser desorption/ionization (SELDI) was first used by Hutchens
and Yip to describe their approach on sample preparation chips for MALDI-TOF
MS.[57] The principle of SELDI is very simple. Proteins are captured on a solid-
phase protein chip surface by adsorption, partition, electrostatic interaction, or
affinity. SELDI is similar to MALDI MS in which a laser ionizes samples that
have been co-crystallized with a matrix on a target surface. Unlike MALDI target
surfaces, the protein chip surfaces on SELDI are designed to retain proteins from
complex mixtures according to their specific properties. After adding a matrix
solution, proteins can be ionized with a nitrogen laser and are then analyzed by
TOF MS.
SELDI-TOFMS can directly analyze complex samples in an array format, which
allows for high-throughput measurements. Biofluids such as serum, urine, and
plasma can be directly spotted on the protein chip surface with little or no sample
cleanup. After the sample application, a series of washes with an appropriate
solvent or buffer is required to elute unbound proteins and interfering substances.
Once the chip surface is dry, a matrix solution is added, and the array is inserted
into the MS to be analyzed.
SELDI-TOF MS is a high-throughput technique that allows for the fast screen-
ing for disease biomarker identification. However the cost of the protein chip is high,
and the need for a special SELDI interface adds to the expense of this method.
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The term “SPME/SELDI fiber” will be discussed extensively in this thesis,
and refers to a SPME fiber with a coated tip to facilitate sample preparation for
MALDI MS analysis. If certain coatings are applied, such as an electroconductive
PPY coating, the coated surface can also be used as a physical matrix to facilitate
the ionization process.
1.4 Analytical Instruments for Laser Desorption
SPME
In this thesis, a pulsed laser was employed to desorb the analytes extracted by
a SPME fiber. This laser desorption SPME device was coupled with three kinds
of analytical instruments, MS, IMS and GC. Because GC and MS are considered
routine analytical methods, only the basic aspects of IMS will be introduced here.
1.4.1 Principles of IMS
Traditionally IMS has been widely used for the detection of illegal drugs, explosives
and chemical warfare agents. IMS is also an important technique for mobile, on-site
investigations in process and environmental analyses. Most IMS devices employ a
63Ni ion source. Limitations of this conventional IMS system are that only volatile
compounds in the gas phase are accessible, and the resolution or selectivity achieved
is often not sufficient for complex analytical tasks. Only certain compounds such as
polycyclic aromatic compounds, synthetic polymers and mostly recently, proteins
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and peptides, could be analyzed with IMS due to the above limitations. To extend
the applicability of this technique, electrospray and MALDI have been used as
an ion source for IMS. The direct use of the emission of a pulsed laser for both
desorption and ionization has also been reported for the analysis of PAHs and
ion-molecular collisions.
Theory
In the presence of a neutral drift gas, IMS separates gas-phase ions on the basis of
their differential migration through a weak homogeneous electric field. Ions drifting
through a buffer gas under the influence of a weak uniform electric field (E, V cm−1)
quickly reach an equilibrium between forward acceleration due to the electric field
and retarding effect due to collisions with the buffer gas resulting in a constant drift
velocity (vd, cm2 s−1). The drift field is weak when the steady flow of ions along
the electric field is much slower than the random motion leading to diffusion. The
mobility (K, cm2 s−1 V −1) is the proportionality constant between vd and E. An
ion’s mobility is proportional to its collision cross section and charge if the analyte
ions are much greater than the drift gas molecule. The mobility of an ion (K, cm2
s−1 V −1) is determined by the velocity (vd, cm2 s−1) attained under the influence
of a weak electric field gradient in the present of a buffer gas given by:
vd = K · E (1.4)




td · E (1.5)
Ion mobilities are usually expressed as reduced mobility (K0) corrected to stan-
dard conditions of temperature (T in Kelvin) and pressure (P in Torr):





Ion mobility is related to the experimental conditions and analyte characteristics












where q is the ion charge, N is the number density of the drift gas, µ is the
reduced mass of the ion, k is the Boltzmann constant, T is the temperature of
the drift gas and ΩD is the collision cross section (i.e. size and shape) of the ion.
Therefore the mobility of an ion at a given drift gas pressure and temperature is
determined by the reduced mass, charge and collision cross section of the ion. For
large ions, Ω is approximated by a simple hard sphere collision cross section in
a neutral buffer gas. For smaller ions, attractive components of the ion/neutral
interaction potential must be considered. These hard sphere and generalized po-
tential equations may be used, in conjunction with molecular modelling, to provide
accurate approximations of ion mobility that allow predicted structure/mobility
correlations to be established.
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The relationship between K and Ω is only valid at the low field limit, where the
electric field strength (E) to buffer gas density number (N) ratio is small (≤ 2 Td,
where 1 Td(Townsend) = 10−17C cm2) and the measured mobility is independent
of the drift field. At higher values of E/N , the mobility is no longer constant but
field dependent. This feature of gas phase mobility is the principle of ion separation
in differential mobility spectrometry or high-field asymmetric waveform ion mobility





Figure 1.3: Schematic of ion mobility spectrometer.
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Instrumentation
A typical IMS drift tube configuration is shown in Figure 1.3. Ions are generated in
an ionization region by 63Ni source. β rays emit from the 63Ni foils initiate a charge
transfer cascade in the reaction region that produces both positive and negative
ions. In the positive ion mode, the gating grid and counter-current drift gas inhibits
anions and neutral molecules from entering the drift region of the spectrometer. The
electronic field and the gas flow are used to move the ions towards the drift region,
where they encounter a gating grid that pulses the ions into the drift tube. Upon
entering the drift tube, the ions are subjected to a uniform weak electric field, which
accelerates them towards a detector situated at the end the drift tube. A drift gas
is present in the drift region at a constant pressure, which may be between 1 Torr
and atmospheric pressure, depending on the IMS configuration. An ion passing
through the buffer gas encounters a number of collisions, which impede its progress
towards the detector. Larger ions with greater collision cross sections encounter
more collisions than smaller ions and therefore take longer to traverse the drift tube.
The separation of ions of differing shape and size therefore becomes possible.[58]
Ionization selectivity is obtained for compounds whose proton affinities are greater
than that of the reactant ion, through an equilibrium shift that is determined by the
relative proton affinities of the reactant and the analyte. Nicotinamide is present
in the IMS used in this research as the reactant agent. In the reaction region, the
protonated nicotinamide transfers a proton to the sample molecule according to
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[Nicotinamide]H+ +Analyte −→ Nicotinamide+ [Analyte]H+ (1.8)
This reaction only proceeds if the proton affinity of the sample molecule is
greater than that of nicotinamide. Most illegal drugs are hence readily ionized using
this technique. Instead of drift time, reduced mobilities are often used for analyte
identification. The reduced mobilities of unknown peaks can also be calculated





where K0 is the reduced mobility of unknown peak, K0C is the reduced mobility
of nicotinamide (1.8810 cm2 s−1 V −1), tC and t are the drift time of nicotinamide
and the unknown, respectively.
1.5 Laser Desorption and SPME
SPME fibers used for laser desorption in this study are different from the commercial
SPME fibers. Commercial SPME fibers utilize a small fused-silica fiber coated with
a polymeric stationary phase of a certain thickness. The SPME fibers used in this
work are optical fibers with SPME coatings on one tip, to extract the analytes,
followed by laser desorption from the back or the front of the fiber tip.
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SPME/SELDI fiber was first developed in this research project for sampling and
sample introduction to IMS and MS. The fiber itself could be used as the interface
to IMS for three reasons. With the SPME coating on the fiber tip, the fiber can
extract analytes from the sample solution like other SPME fibers. In addition, the
optical fiber also transmits the laser pulse from the back to the coated tip to desorb
the analytes. Finally, the electroconductive polymer coating can also used as the
substrate to facilitate the ionization of analytes without the presence of the MALDI
matrix.
Only one study was conducted on laser desorption SPME to IMS and MS prior
to this study.[5] Therefore, this technology was far from being well developed and
evaluated. The focus of this thesis is on the investigation and development of this
approach.[8][59]
As mentioned in the previous section, laser desorption has been used to intro-
duce non-volatile analytes from the tip of an optical fiber into GC for fast analysis
in 1987, even before the development of the SPME technique.[60] In that study,
laser desorption was demonstrated to be an effective sample introduction method
for fast GC analysis. However, no more attention was focused on the method, due
to the more common use of thermal desorption SPME. In this research, for the
first time since its introduction, the coupling of laser desorption SPME to GC and
GC/MS are presented.
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1.6 Objectives of this Work
The main objective of this work involved the further development of the laser
desorption SPME technique, including the development of laser desorption SPME
devices, and the interfacing of the laser desorption SPME devices to various an-
alytical instrumentations, such as MS, IMS and GC. The applications with these
devices are also presented.
Chapter 2 describes the development of the SPME/MALDI-IMS 350 system.
The construction of the device, along with two data acquisition and data analysis
programs, are discussed. The characteristics of the PPY coated SPME/SELDI fiber
with this device are presented in this chapter. To improve the throughput of this
device, as well as the performance, SPME/SELDI was coupled to an IMS model
400B device and described in Chapter 3. The optimization of the laser parameters
was pursued and the analysis of verapamil is also presented in this chapter.
Three different SPME/SELDI fiber coatings were developed and evaluated with
IMS and GC, and presented in Chapter 4. PPY was found to have the best perfor-
mance among these three coatings.
In Chapter 5 the mechanism of direct laser desorption polyethylene glycol from
the PPY surface with IMS are discussed and confirmed by the results obtained with
MS. These results are in good agreement with both the theoretical expectations
and the experimental results obtained with some other methods. The analysis of
several synthetic polymers are presented, and the potential use of the characteristic
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ion mobility spectra could be used for the fast identification of different polymers
is explored.
Chapter 6 describes the coupling of SPME/SELDI fiber withmass spectrometry.[8]
The SPME/SELDI fibers were coupled to a QTOF MS and a QLIT MS respec-
tively. Application of the SPME/SELDI-MS device to analyze small peptides, and
urine samples was examined and better sensitivity could be obtained with QLIT
MS.
In chapter 7, the development of a multiplexed SPME/MALDI plate is first re-
ported, and the performance of this automated SPME/MALDI plate is evaluated.[59]
This approach expands the application of SPME into the bioanalytical field, and
the automation makes it possible to use SPME/MALDI plates for high throughput
screening analyses.
Chapter 8 illustrates the use of laser desorption SPME to GC and GC/MS for
the analysis of synthetic polymers. Laser desorption proved to be more efficient than
traditional thermal desorption when non-volatile synthetic polymers were used.
This phase of the research explored the potential of laser desorption SPME as a
sample introduction method for the fast GC analysis of non-volatile and/or high
molecular weight compounds.
Chapter 9 summarizes the conclusions from the experimental findings and pro-






Ion mobility spectrometry (IMS) has been successfully used for the detection of
explosives, drugs, chemical warfare agents and environmental pollutants.[61][62] The
separation of ions in the drift region in an IMS is based on the mobility of ions. The
mobility of an ion is determined by the structure (size and shape), the mass and the
charge of the analytes.[63][64] The most commonly used ion source is 63Ni.[58] The
sample is introduced to the source region and then the 63Ni foil, which is located
inside the source, emits β particles, which initiates the formation of positive and
negative reactant ions by atmospheric pressure chemical ionization. The neutral
analytes are ionized by a series of ion-molecule reactions with the reactant ions.
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The ions are then pulsed into the drift tube by an ion shutter. Once the ions enter
the drift tube, they are subjected to a weak electronic field, which accelerates them
toward the detector for subsequent detection.
Currently, the most widely used sample introduction technique in IMS is di-
rect thermal desorption. The sample solution is first deposited on a membrane,
then vaporized by a heater and introduced to the source region by a purified gas
flow. Other sample introduction methods include direct headspace injection,[65]
adsorption of sample vapor onto a nickel wire,[66] permeation tubes,[67] diffusion
tubes,[68] and laser desorption.[69] GC, LC and CE have also been coupled to
IMS.[70]−[74] In recent years, new ion introduction methods for IMS, such as elec-
trospray (ESI) [75]−[78] and MALDI [79][80] have been reported. These two methods
make it possible to analyze compounds with large molecular weight, or thermal la-
bile compounds, such as synthetic polymers, peptides and proteins by IMS. Most of
the MALDI-IMS devices had been hyphenated with MS, and laser desorption and
ionization occurs inside of the drift tube.[79][82] The MALDI ion source has also
been installed outside of the IMS/MS instrumentation.[83] Finally, the coupling of
AP MALDI and IMS has been reported by several research groups.[80]−[85]
As a sample preparation technique, solid-phase microextraction (SPME) has
been widely used since 1990.[2][86] It integrates sampling, sample preparation, and
sample preconcentration into one single step, with the convenient introduction of
the extracted analytes to an analytical instrument for detection. SPME has been
routinely used with gas chromatography (GC) and GC/MS.[87] With the develop-
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ment of new polar and biocompatible coatings, SPME has also been coupled to
liquid chromatography [88] and, mostly recently, IMS and MS.[5][8] The combina-
tion of commercial SPME fibers with IMS was reported by Orzechowska et. al.
for the detection of heroin and cocaine in 1997.[89] Recently SPME was also cou-
pled with IMS to analyze parabens in pharmaceutical formulations,[90] chemical
warfare agents in soil,[91] and explosives in open area.[92] All of these SPME-IMS
combinations employed commercial SPME fibers, therefore the method was limited
to the detection of non-polar and semi-polar compounds. In addition, the ana-
lytes were introduced into IMS by thermal desorption, so it was difficult to analyze
non-volatile and thermally labile compounds with these methods.
The introduction of SPME/SELDI fibers has expanded the application of the
SPME-IMS technique to the analysis of non-volatile and/or large molecules. The
polar silinized silica [14] and polypyrrole (PPY) coating [15] more easily extract
polar analytes. The use of laser desorption facilitates the desorption of non-volatile
and large and/or thermally labile molecules, such as peptides. Moreover, the PPY
coating can also been used as a surface to assist the ionization of the analytes
without the use of a MALDI matrix.
In this chapter, the construction of a SPME/SELDI-IMS device is introduced,
followed by a discussion of the optimization of laser related parameters that were
used for this device. The preparation of SPME/SELDI fibers is described, as well
as the characterization of the PPY coating fibers.
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2.2 Experimental
2.2.1 Preparation of SPME/SELDI Fibers
Chemicals
Pyrrole, anhydrous ferric chloride, tetraoctylammonium bromide (TOAB), and
sodium dodecylbenzenesulfonate (NaDBS) were purchased from Sigma-Aldrich (St.
Louis, MO). Ammonium persulfate (APS) was purchased from BDH Chemicals
(Toronto, ON, Canada). All the chemicals were used as received. HPLC grade
ethanol, methanol, isopropanol and deionized water were used for all of the exper-
iments.
Preparation of SPME Fibers
High OH silica optical fibers with core diameters of 300, 400, 500, 600 µm were
purchased from Polymicro Technologies Inc.(Phoenix, AZ) for the performance as-
sessment of different optical configurations. The connector ferrule, F-112 epoxy
glue, polishing disc and polishing films (5, 3, 1 and 0.3 µm) were purchased from
Thorlabs Inc.(Newton, NJ). The silica optical fibers were cut into 1-meter sections
with a capillary cutter from Restek (Bellefonte, PA). One end of the optical fibers
was glued to a connector ferrule with F-112 epoxy glue from Thorlabs Inc.(Newton,
NJ). After a 24 hour curing period, the fiber connector end (hereafter called the
laser end) was polished with polishing films to ensure maximum light throughput.
The other end of the optical fiber, hereafter called the sampling end, was coated
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with a polymer coating and used for extraction. About 1 cm of the optical fiber
was first cut from the sampling end to ensure a fresh clean surface for the subse-
quent coating process. Then the fiber tip was etched with 400-grit silicon carbide
polishing paper. The etching step ensured that the polymer adhered to the fiber
tip. The tip was then sonicated in methanol to remove the impurities on the fiber
tip. After a water rinse, the fiber tip was ready for the coating process.
Preparation of Polypyrrole (PPY) Coated Fibers
Polypyrrole was prepared by chemical oxidation of pyrrole monomer with ammo-
nium persufate.(Equation 7.4) All of the solutions were freshly prepared prior to
the coating procedure. Up to ten fibers were prepared simultaneously. First the
fiber tips were immersed in 20 mL of 0.4 M ammonium persulfate aqueous solution.
Then 20 mL of 0.4 M pyrrole solution in isopropanol:water (50:50) was added in
a dropwise manner. The mixture was stirred for 3 hours. After the reaction was
stopped, a layer of black polymer coating was observed on the tips and the sides of














A TOAB stock solution was made at 10 mg mL−1 in ethanol and then diluted with
ethanol to the desired concentration. The extraction process involved the immersion
of the SPME fiber tip in the sample solutions at a 2-3 mm depth. Unless otherwise
stated, the extraction time for TOAB was 1 minute. The tip was air dried after
extraction.
2.2.2 Coupling SPME/SELDI to IMS Model 350
The schematic diagram of SPME/SELDI-IMS device is shown in Figure 2.1. A
photodiode was placed near the laser source to detect the laser pulse and then
trigger the oscilloscope to initiate data acquisition. Laser pulses with a width of
5 ns were fired manually, and the laser light was focused on the laser end of the
SPME/SELDI fiber. The laser end was attached to an X, Y, Z adjustable stage. By
adjusting the relative position between the lens and the laser end connector, laser
light with different energies could be obtained. The laser pulse travelled through
the SPME/SELDI fiber and desorbed and ionized the analytes from the SPME
coating on the sampling end.
Because a laser was employed as the ionization source, the source region of
the ion mobility spectrometer was modified. The original 63Ni ion source was
disassembled and the ion gate was disabled. A piece of stainless steel tubing with
an outer thread was welded to the inlet flange plate of the drift tube. A GC liner
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(I.D. 1 mm) was inserted into this stainless steel tubing. This modification acted as













Figure 2.1: Schematic of SPME/SELDI-IMS device. 1— laser source, 2— focusing
lens, 3— photodiode, 4— fiber holder, 5— SPME/SELDI fiber, 6— IMS, 7— oscilloscope,
8— GC liner.
2.2.3 Data Acquisition
Data Acquisition with Oscilloscope
A signal output was built on the IONSCAN model 350 IMS. A TDS3032 digital
phosphor oscilloscope was used for ion mobility data acquisition and was purchased
from Tektronix Inc.(Wilsonville, OR). After the SPME fiber was inserted into the
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IMS, one single laser pulse was fired to desorb and ionize the analyte. The data
acquisition was triggered by the signal from the photodiode, which was placed close
to the laser source. The signal was then collected by the oscilloscope and saved on
a floppy disc. A photo of this device is shown in Figure 2.2.
Figure 2.2: Picture of SPME/SELDI-IMS 350 device.
Data Acquisition with DAQ Board
Because the previous device could only collect data produced by single laser pulses,
the S/N ratio and the reproducibility were poor. Moreover, the throughput of this
device was limited by the recording speed on a floppy disc (> 1min /spectrum). To
improve the throughput and the spectrum quality, a new data acquisition device
was constructed in house. This data acquisition included a PC equipped with a
PCI-DAS6040 data acquisition board (Measurement Computing, Middleboro, MA),
and an external laser modulation box built at the University of Waterloo SciShop.
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The laser modulation box produced synchronized pulse signals to trigger the
laser pulses and the DAQ board to collect the spectra (1 Hz was used for this part
of the experiment). The DAQ board then recorded the data to the PC hard drive.
The data acquisition was triggered by the laser modulation box, because sometimes
the photodiode was unable to detect the laser pulses due to the saturation caused
by external light. The interface of this data acquisition program is shown in Figure
2.3.
Figure 2.3: Interface of data acquisition program.
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2.2.4 Data Analysis
Analysis of Oscilloscope Collected Data
Data collected by the oscilloscope were analyzed with a program written with Math-
cad 2001i software produced byMathsoft Engineering &Education Inc.(Cambridge,
MA). The program is listed in Appendix A. Every ion mobility spectrum was first
plotted and then the region where the analyte peak was located was further magni-
fied. The analyte peak area was then integrated, as shown in Figure A.2. Because
the oscilloscope could only collect a spectrum produced by a single laser pulse, this
program was written for the analysis of single spectrum.
Analysis of DAQ Collected Data
Because the Mathcad program could not be directly used to average and accumulate
data from multiple laser pulses, a more powerful and faster program was needed
to process the data collected by the DAQ board. Matlab (The MathWorks Inc.,
Natick, MA) offers a number of data analysis functions, such as extracting sections
of data, scaling and averaging, thresholding, peak finding, 3D plotting, and math-
ematical, statistical, and engineering functions to support all common engineering
and science operations. Therefore Matlab was chosen for the analysis of the DAQ
collected data. The program can be found in Appendix B.
With this Matlab program, the following tasks could be done: finding peaks;
finding the threshold of peaks; averaging or accumulating a number of spectra;
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calculating peak areas; and 3D plotting. The interface of this program is shown in
Figure 2.4.
Figure 2.4: Data analysis with Matlab.
2.3 Results and Discussion
Both the optimization of PPY polymerization procedure and the characterization
of PPY coated SPME/SELDI fiber are presented in this section.
2.3.1 Optimization of PPY Coating Procedure
Electrodeposition has been successfully used to prepare PPY coated stainless steel
SPME fibers in Prof. Pawliszyn’s group.[7] Because the SPME fibers used in this
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study were silica fibers, a chemical polymerization method was used instead. A
number of oxidants, such as FeCl3, ammonium persulfate and perchlorate salts,
could have been used for polymerization. Therefore the oxidant and the preparation
procedure needed to be determined first. Different concentrations of the oxidant
and pyrrole were tested (0.1, 0.2 and 0.4 M), and it was found that 0.4 M was the
optimal concentration for both reactants. The PPY coating procedure was pursued
with four different methods:
1. 0.4 M pyrrole monomer solution was added to 0.4 M FeCl3 solution dropwise,
then stirred for three hours;
2. 0.4 M pyrrole monomer solution was added to 0.4 M APS solution dropwise,
stirred for three hours;
3. 0.4 M pyrrole monomer solution was mixted with 0.4 M APS, and the fiber
tips allowed in the mixture for 30 minutes without stirring;
4. 0.4 M pyrrole solution with 0.05 M NaDBS was added to 0.4 M APS solution
dropwise, stirred for three hours;
Three 600 µm fibers were used to compare the four methods. After each method
was tested, fibers were sonicated in a mixture of H2SO4 and H2O2 for 10s, and
MeOH for 2 min respectively. This cleaning process was repeated more than 3
times until the PPY coating was thoroughly removed from the fiber tip. Both an

















Fiber 1 Fiber 2 Fiber 3
Figure 2.5: Comparison of PPY preparation methods (n=3).
the fiber tip. After the cleaning procedure, microscopic observation indicated no
black coating remained on the fiber tips, and no peaks were observed when tested
with IMS. The purpose of using the same fibers was to ensure the roughness of the
fiber tips was the same when different coating methods were tested.
1 mgmL−1 TOAB solution was used as a test compound to evaluate the coating
methods. The performance comparison plot is presented in Figure 2.5. The results
indicate that when APS was used as the oxidant (method 2) with stirring, the
highest signal intensity could be obtained. The third fiber used in the third method
produced a very weak signal, in comparison with the other two fibers. The reason
for this difference was that the tip of this fiber was broken before the coating
process, so PPY was coated on an unetched silica surface, which was not favorable
for the deposition of PPY. This also proved that the etching step was necessary to
obtain a good coating. Based on the above results, method 2 was chosen for further
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experiments.
Figure 2.6: SEM image of a PPY-coated tip surface. Magnification: 100 KX;
accelerator voltage: 10 kV.
2.3.2 Characterization of PPYCoated SPME/SELDI Fiber
Figure 2.6 illustrates the scanning electron microscope (SEM) images of the PPY
coating on the etched fiber surface. The rough coating surface increased the ex-
traction area, thereby increasing the sensitivity of the SPME/SELDI fiber, when



















Figure 2.7: Laser energy profile obtained by single laser pulses.
Laser Energy
The optimum laser energy was investigated with data collected from the oscillo-
scope. The laser energy profile is shown in Figure 2.7. Technically it was difficult
to set the laser energy at exactly the same level when each experiment was re-
peated, so the data presented here were obtained by single runs. It was difficult
to determine the optimum laser energy based on the data shown in Figure 2.7.
However, higher signal intensities could be observed at higher laser energy when
the experiment was repeated. In most of the experiments at this stage, 500 µJ
was used as the optimum laser energy. As will be described in chapter 3, the laser
energy profile was investigated again with the SPME-IMS 400B device, and the op-
timum laser energy was determined to be much lower than the level used in these
experiments. The difference could be attributed to the data sampling pattern. The
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signal collected with the 400B device was produced by multiple laser pulses and



















Figure 2.8: Laser desorption profile obtained by single laser pulses.
Laser Desorption Profiles
To investigate how the analyte was desorbed by a series of laser pulses, the laser des-
orption profile was plotted for a 1 mg mL−1TOAB solution (Figure 2.8). The data
were collected with an oscilloscope and processed with Mathcad. This experiment
was repeated three times and the average peak intensity was plotted against the
laser shots. From the laser desorption profile, it can be observed that the analyte
was totally desorbed from the fiber tip with 30 laser shots. Generally, an increase
in the signal intensities was observed within the first five shots. An improved intra-
sample reproducibility is expected by integrating the signal accumulation and the
46
averaging functions in the data acquisition and processing steps.
The laser desorption profile obtained with multiple laser pulses was also collected
by DAQ and plotted with Matlab for comparison. The same sample was used and
30 laser pulses were fired with 1 Hz repetition rate. The collected data were plotted
as a 3D laser desorption profile in Figure 2.9, which illustrated a similar desorption
profile to the one obtained with single laser pulses.
Figure 2.9: 3D laser desorption profile plotted by Matlab.
2.3.3 Extraction Time Profile
The extraction time profile of TOAB was investigated. The PPY coating is very
thin, result in a very short extraction equilibrium time, as illustrated in Figure 2.10.
Based on these results, a one minute extraction time was used in all subsequent
experiments. The fiber could be used for approximately 300 extractions with careful

















Figure 2.10: TOAB extraction time profile.
2.3.4 Calibration Curve
0.01, 0.02, 0.05, 0.1, 0.2, 0.5 and 1 mg mL−1 TOAB solutions were used to in-
vestigate the linear range of this SPME/SELDI method. Each concentration was
tested three times and the average peak areas were plotted against the concentra-
tion (Figure 2.11). The plot shows a linear relationship between the concentration
and the peak intensity in this range. This linear range is limited by the IMS [58].
The detection limit of this method was 0.01 mg mL−1, calculated with a minimum
S/N ratio of 3, which is typically used for MALDI analyses.
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Figure 2.11: TOAB calibration curve.
2.3.5 Extraction Area vs. Peak Intensity
The extraction area of the fiber determines the capacity of the SPME/SELDI fiber.
Because the laser light could only exit the fiber from the tip, only the analyte
extracted by the PPY coating in this region can be desorbed and ionized by the
laser. Therefore, the cross sectional area of the fiber can be used as the extraction
area. Larger fibers should extract more analyte and thus increase the method
sensitivity. Fibers with core diameters of 300, 400, 500 and 600 µm were prepared
and tested using a 1 mgmL−1 TOAB solution. The surface area was plotted against
the peak intensity (Figure 2.12). The plot indicates a linear relationship between
the extraction area and the signal intensity for fiber sizes from 300 to 600 µm, or
extraction areas from 0.071 to 0.283 mm2. Because the signal intensity is directly
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Figure 2.12: Extraction area profile.
related to the laser energy, the same laser fluence (energy density) was maintained
throughout this experiment.
The use of fibers with a 800 µm diameter was unsuccessful, because the total
laser energy was too high (~1.8 mJ) . The laser end of the fiber and the PPY coating
on the other end of the fiber could be burned. As a result, comparable data with
the 800 µm fiber were not obtained.
2.4 Conclusion
The construction of a SPME/SELDI-IMS device was presented in this chapter.
First, the setup of the SPME/SELDI-IMS device was described. During the early
stage of this research, data acquisition was achieved with an oscilloscope, and only
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the signals produced by single laser pulses could be collected and analyzed. It was
found that the S/N ratio, the intra-sample reproducibility and the throughput of
this device needed to be improved. Therefore, a faster data acquisition and a more
powerful data analysis program were developed to improve the performance of this
device. The time used for the data acquisition step could be shortened from 30-40
minutes to less than 1 minute for the collection of 30 spectra.
The optimization of the PPY coating was also investigated, and the optimum
coating procedure was determined. The characteristics of the PPY SPME/SELDI
fiber were then evaluated. It was observed that the PPY coated fiber could reach
extraction equilibrium in one minute, and the analyte could be desorbed from
the coating surface without the addition of a MALDI matrix. This suggested the
possibility of fast analysis with this PPY SPME/SELDI fiber. Good linearity could
be observed between the fiber surface area and the signal intensity, and between
the concentration and the signal intensities. These results illustrate the possibility






To further investigate the potential of the SPME/SELDI-IMS technique, the per-
formance of the SPME/SELDI-IMS device required improvement. The ion mobility
spectra were produced by single laser pulses, which caused unsatisfactory perfor-
mance, poorly affecting the S/N ratio, sensitivity, and reproducibility. Moreover,
lack of a reference peak made the identification of unknown peaks difficult.
In this chapter, the construction of a new SPME/SELDI-IMS device is de-
scribed. Higher throughput and better performance were obtained. The laser
experimental parameters and SPME parameters were optimized with the new sys-
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Pyrrole, verapamil hydrochloride, nicotinamide, reserpine, and TOAB were pur-
chased from Sigma-Aldrich (St. Louis, MO). Ammonium persulfate was purchased
from BDH Chemicals (Toronto, ON, Canada). Cocaine (1 mg mL−1 in methanol)
was purchased from Cerilliant (Austin, TX). All of the chemicals were used as re-
ceived. Nanopure water was obtained from a Milli-Q system (Millipore, Bedford,
MA) and used exclusively in all of the experiments. HPLC grade ethanol, methanol
and isopropanol were used in all of the experiments.
3.2.2 Preparation of PPY Coated Fibers
High OH silica optical fibers with core diameters of 600 µm were purchased from
Polymicro Technologies Inc.(Phoenix, AZ). The preparation procedure for these
fibers is described in Chapter 2.
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3.2.3 Sampling Process
ATOAB stock solution was prepared to 10 mgmL−1 with ethanol, and then diluted
with ethanol to the desired concentration. Verapamil was dissolved in water to a
2 mg mL−1 concentration. Urine samples were diluted 10 times and then spiked
with verapamil at various concentrations. The extraction process involved the
immersion of the SPME fiber tip in the sample solutions at a depth of 2-3 mm.
Unless otherwise stated, the extraction times for TOAB and verapamil were 1 and
2 minutes respectively. The tip was air dried after extraction.
3.2.4 Instrumentation
Coupling SPME/SELDI to IMS Model 400B
The results obtained with the SPME/SELDI-IMS 350 device (Chapter 2) demon-
strated the applicability of this technique. However, the performance still required
further improvement. First, the throughput was still relatively low if compared
with other commercial IMS or MALDI-MS devices, even with the help of a data
acquisition (DAQ) board. Since the DAQ board recorded the signals produced by
each laser pulse on the PC hard drive, the laser repetition rate had to be set to
less than 1 Hz to ensure enough time for the data collection prior to the next fir-
ing of a laser pulse. In addition, most MALDI sources use a 10-20 Hz repetition
rate, therefore signal from hundreds of laser pulses could be accumulated in tens
of seconds. The accumulation of the signals ensures the S/N ratio, sensitivity and
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reproducibility.
Due to the above limitations, it was deemed necessary to construct a new
SPME/SELDI-IMS device. The new design of the SPME/ SELDI-IMS system
was based on the design of the old system, which was constructed in our lab. In
brief, the pulsed laser beam was focused on the laser end of the SPME/SELDI
fiber, then traveled through the optical fiber, and came out from the sampling end
of the SPME/SELDI fiber. The analytes extracted by the SPME coating on the
fiber tip were desorbed and ionized by the laser beam and analyzed by IMS. The
main changes made to this new device were the synchronization of the laser and
data acquisition, and the synchronization of the data collection and analysis.
Synchronization of Laser and IMS Data Acquisition
An IONSCAN 400B IMS was modified for the new SPME/SELDI-IMS system.
However the sample analysis could not be performed if the IMS failed the self-test
due to the modification. To bypass this issue, the testing mode was chosen so that
the data collection could be initiated without passing the self-test.
The synchronization of the triggering of the laser pulses and data acquisition
were fundamental to the construction of the new SPME/SELDI-IMS device. The
shutter pulses produced by the IMS power supply module were collected and mod-
ified to match the requirements of the trigger signals for the laser flash lamp and
Q-switch, respectively. A control box was constructed to house this synchroniza-
tion module. The trigger signals to the laser could be modified to trigger the laser
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Figure 3.1: SPME/SELDI coupled to modified IMS 400B.
pulses at frequencies that ranged from 1.2, 2.5, 5, 10 to 20 Hz.
As a laser was employed as the ionization source for most part of the experiment,
the original sample inlet was dissassembled. Unless indicated, the 63Ni ion source
was removed from the IMS. A brass flange with a 1 mm diameter hole in the center
was placed in contact with the source region. A 2000 V voltage was applied to the
flange to force the ions into the drift tube region. The hole allowed for the insertion
of the SPME/SELDI fiber, and ensured the fiber was pointed to the center of the
drift tube for maximum ion transmission efficiency. A GC liner was placed in front
of the source region to guide the SPME fiber. A diagram of this SPME-IMS device
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is shown in Figure 3.1.
The laser end connector of the SPME/SELDI fiber was attached to an x, y, z
adjustable stage. The laser beam was coupled to the fiber using an optic lens with
a focal length of 15 cm. The energy exit from the sample end of the fiber per laser
pulse was detected with a laser energy detector.
Following sample extraction, the SPME/SELDI fiber was inserted into the IMS
and laser pulses were fired to introduce the analytes to IMS. The signal was then
collected with IMS 32 (Smiths Detection, Mississauga, ON, Canada) software in-
stalled on a PC.
The IMS was programmed in the positive mode, using nicotinamide as the
calibrant. The drift tube length was 7 cm and the drift field was 214 V cm−1. The
drift tube temperature was maintained at 234 ◦C, and the heater for the desorber
was disabled. The drift and exhaust flows rates were set to 300 ml min−1. The
sampling time was 30 sec, and the scan range was 50 ms. Unless otherwise indicated,
the shutter width was set at 200 µs.
3.3 Results and Discussion
3.3.1 Comparison of Data Acquisition Methods
The DAQ data collection method was compared with the IMS32 software. When
the DAQ was used for data collection, the speed was limited by the speed of data
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recording onto the hard drive. Therefore, only three laser repetition rates were
suitable for DAQ. Two data acquisition systems, DAQ and IMS 32 software, were
used to collect data produced by the same laser pulses at the same time to compare
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Figure 3.2: Comparison of data acquisition methods.
In Figure 3.2, the signal intensity collected by DAQ at 1.25 Hz was set at 1
and the relative intensities of the other signal intensities were used for comparison.
Data collected by DAQ showed no difference on signal intensities that were collected
with three different laser repetition rates. However, the data collected by the IMS32
software identified that the signal intensity doubled when the laser repetition rate
increased from 1.25 to 2.5 Hz. Therefore, a higher signal was expected when the
IMS 32 software was used for data collection.
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3.3.2 IMS Gate Width
Different IMS shutter widths were tested with SPME/SELDI fibers. Four shutter
gate widths (200, 400, 500, 800 µs) and an open shutter were tested with verapamil.
It was observed that when the 200 µs shutter gate width was used, the best peak
shape and separation between peaks could be obtained. Therefore, 200 µs was
chosen for all subsequent experiments.
3.3.3 Optimization Laser Related Parameters
The optimization of the experimental parameters was conducted after the new
SPME/ SELDI-IMS device was built. Laser related parameters such as the repeti-
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Figure 3.3: Laser repetition rate profile.
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Laser Repetition Rate
As described above, the Q-switched laser could be fired at different repetition rates,
from 1.2 to 20 Hz. The signal intensities for the different repetition rates are
compared in Figure 3.3. It is evident that the signal intensity increases with an
increase in the laser repetition rate. This is due to the difference between the IMS
data acquisition rate and the laser repetition rate. The IMS data acquisition rate
was set at 20 Hz and could not be modified. If the laser repetition rate was set lower
than 20 Hz (IMS sampling rate), then the signal decreased. This can be observed
in Figure 3.3, indicating that the signal intensity decreased to approximately 50%
when the laser repetition rate decreased. Thus, 20 Hz was chosen as the optimal
laser repetition rate for all subsequent experiments.
Laser Energy
Laser energy is also a very important parameter in SPME/SELDI-IMS. TOAB was
used as a test compound to determine the optimal laser energy. Two peaks at drift
times of 20.7 ms and 26.6 ms were observed in the ion mobility spectra. The first
peak (K0 = 0.890cm2 V −1 s−1) can be interpreted as the protonated molecular ion
as the reduced mobility (K0 = 0.800cm2 V −1 s−1) is very close to the reported
value. The reduced mobility of the second peak could be calculated as 0.692cm2
V −1 s−1, and the mass could be calculated as 646. It could be tentatively explained
as [MH + hydrated fragment]+ cluster ion. The calculation of the reduced mobility
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Figure 3.4: Laser energy profile obtained with PPY coated fiber.
Peak intensities of both peaks were plotted against the laser energy in Figure 3.4.
The maximum signal intensity of the protonated molecular ion could be obtained
at laser energy 250 µJ . The peak intensity decreased at higher laser energy, as all
the analytes might be ablated with a faster speed at higher laser energy. The peak
intensity of cluster ions approached the maximum when the laser energy was set
at 150 µJ . This might be explained because the cluster ions could be broken into
protonated molecular ions and hydrated fragments at a high laser energy. The sum
of the intensities of these two peaks was also plotted to reflect the effect of the laser
energy on the total TOAB signal intensity. It exhibited the same trend, with the
curve of the protonated molecular ion. Thus, 250 µJ was chosen for all subsequent
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experiments. The laser energy profiles of the two other SPME/SELDI coatings
showed similar patterns and are presented in Chapter 4.

















Figure 3.5: IMS mass calibration curve.
3.3.4 Mass-Reduced Mobility Calibration Curve
Compounds with a range of molecular weights (MW 123-609) were tested with the
newly designed SPME/SELDI-IMS system to establish an experimental correlation
between the molecular weight and the reduced mobility. Nicotinamide, cocaine,
TOAB, verapamil and reserpine were tested. The reduced mobilities of these com-






where K0 is the reduced mobility of unknown peak, K0C is the reduced mobility
of nicotinamide (1.8810 cm2 s−1 V −1), tC and t are the drift time of nicotinamide
and the compounds, respectively. A good linear relationship (r2 =0.997) could be
observed between the mobility and the log of the mass (Figure 3.5). This mass-
reduced mobility calibration curve can be used to estimate the molecular weight of
unknown ions in a sample.
3.3.5 Extraction Related Parameters
Extraction Temperature
The extraction conditions for verapamil were investigated. The optimum extraction
temperature was determined by performing extractions at 5 ◦C, 15 ◦C, 22 ◦C, 35
◦C, and 45 ◦C. Room temperature (22 ◦C) appeared to be the best extraction
temperature (Figure 3.6). The extraction time profile was also plotted to determine
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Figure 3.6: Verapamil extraction temperature profile.
Extraction Time
TOAB and verapamil was used as test compounds for most of the experiments.
The extraction time for TOAB was determined to be one minute, according to
previous studies. The extraction time profile for verapamil is shown in Figure 3.7,
which indicates that the extraction equilibrium could be reached in 2 minutes.
This equilibrium time is much shorter than that of commercial fibers used for other
SPME-IMS applications (usually longer than 10 min). The short equilibrium time

















Figure 3.7: Verapamil extraction time profile.
3.3.6 Determination of Verapamil in Urine Sample
The calibration curve was obtained by extracting verapamil from standard solution.
The calibration curve exhibited good linearity (Figure 3.8). A spiked urine sample
with 10 µg mL−1 verapamil was prepared and extracted by the SPME/SELDI fiber.
After extraction, the fiber was quickly rinsed with water. The ion mobility spectrum
is shown in Figure 3.9C. For comparison, spectra produced from the extraction of
a 10 µg mL−1 verapamil solution and blank urine sample are presented in Figure
3.9A and 3.9B, respectively. The peak at drift time 9.5 ms and 19.9 ms were from
nicotinamide and verapamil, respectively. The peak at 12.4 ms in Figure 3.9C was
from the urine matrix. The quantitation of verapamil in the sample was determined
by the standard curve and the recovery was determined to be 80%. The RSD (n=3)




















Figure 3.8: Verapamil calibration curve.
of this SPME/SELDI-IMS method ranged from 8-21%. The difference between the
fiber coatings, and the fluctuation of the laser energy account for the high RSD
values. These factors could be minimized by optimizing the coating procedure to
improve the reproducibility between fibers, and employing an apparatus to stabilize
the laser energy output. The detection limit was estimated to be 2 µg mL−1 in







Figure 3.9: Ion mobility spectra of (A) verapamil, (B) 10 × diluted blank urine,
and (C) verapamil spiked urine sample.
3.4 Conclusion
A new SPME/SELDI-IMS system was constructed and evaluated. A laser was
employed to introduce the SPME extracted analytes to an IMS device. 250 µJ
and 20 Hz were determined as the optimum laser parameters. The extraction
parameters for verapamil were investigated. Direct extraction from urine sample
was performed using PPY coated SPME/SELDI fiber without any further cleanup,
and a 2 µg mL−1 detection limit in urine sample could be obtained. The analysis of
the urine sample (including the sample preparation) could be done within minutes.
The combination of the simplified sample preparation with SPME and fast analysis





The preparation of three SPME/SELDI coatings, PPY, polythiophene (PTH), and
polyaniline (PAN) were described here. The characterization of the coatings, in-




Pyrrole, aniline, thiophene, anhydrous ferric chloride, TOAB, hydrochloric acid
were purchased from Sigma-Aldrich (St. Louis, MO). Ammonium persulfate was
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purchased from BDH Chemicals (Toronto, ON, Canada). HPLC grade ethanol,
methanol, isopropanol, chloroform and nanopure water were used for all of the
experiments.
4.1.2 Preparation of SPME Fibers
High OH silica optical fibers with core diameters of 600 µm were purchased from
Polymicro Technologies Inc.(Phoenix, AZ) for the performance assessment of differ-
ent optical configurations. The connector ferrule, F-112 epoxy glue, polishing disc
and polishing films (5, 3, 1 and 0.3 µm) were purchased from Thorlabs Inc.(Newton,
NJ). The silica optical fibers were cut into 1-meter sections with a capillary cutter
from Restek (Bellefonte, PA). One end of the optical fibers was glued to a connec-
tor ferrule with F-112 epoxy glue from Thorlabs Inc.(Newton, NJ). After 24 hours
curing time, this fiber connector end was polished with polishing films to ensure
maximum light throughput. The other end of the optical fiber, hereafter called
the sampling end, was coated with a polymer coating and used for the extraction.
About 1 cm of the optical fiber was first cut from the sampling end, to ensure a
fresh clean working surface. Then the fiber tip was etched with 400-grit silicon
carbide polishing paper. The etching step ensured that the polymer adhered to the
fiber tip. The tip was then sonicated in methanol to remove any impurities on the
fiber tip. After the fiber tip was rinsed with water, it was ready for the coating
process.
When the fibers were prepared for the capacity evaluation trial with a GC,
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about 2 cm of fiber from the tips was carefully covered with silicone gel. This was
done to ensure the coating was only deposited on the fiber tips. Therefore only the
analyte extracted by the fiber tips could be desorbed and analyzed.
4.1.3 Preparation of PPY Coated Fibers
The preparation of PPY coated fibers is described in Chapter 2.
4.1.4 Preparation of PTH Coated Fibers
Polythiophene coated fibers were prepared using the chemical polymerization method
shown in Equation 7.5.[93] A total of 2.4 g of FeCl3 was first thoroughly dried at
about 100 ◦C in a reaction flask for one hour under reduced pressure with the
presence of dry nitrogen gas. This drying step was followed by the addition of 50
mL of dry chloroform. Up to 10 optical fibers were prepared in the same flask by
dipping the tips in the FeCl3 and CHCl3 mixture. Subsequently, 0.42 g of thio-
phene monomer was added dropwise into the mixture with stirring. The reaction
mixture was then stirred for 48 hours at room temperature under a continuous flow
of nitrogen. The fibers were then removed and rinsed with methanol. A dark-red












4.1.5 Preparation of PAN Coated Fibers
2 mL aniline was dissolved in 30 mL of pre-cooled (1 ◦C) 1 M HCl. 1.15 g APS was
dissolved in 20 mL of 1 M HCl which had been pre-cooled in an ice bath to 1 ◦C.
The aniline solution was placed in a 100 mL flask with a magnetic stirring bar. The
flask was placed in an ice bath on a magnetic stirring plate. The SPME fibers were
immersed in the solution at a depth of 2 mm. The APS solution was added to the
aniline solution dropwise within one minute with constant stirring. Three to five
minutes after all of the APS was added to the flask, the solution started to change
from a blue-green hue to intense blue-green with a coppery glint. The solution was
stirred for 1.5 hours, and the temperature was maintained below 5 ◦C. The fibers
were then removed and rinsed with methanol. A blue-green color coating could be
observed on the fiber tips.
4.1.6 Sampling Process
TOAB stock solution was prepared to a 10mg mL−1 with ethanol, and then diluted
with ethanol to the desired concentration. The extraction process involved the
immersion of the SPME fiber tip in the sample solutions at a depth of 2-3 mm.
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Unless otherwise stated, the extraction times for TOAB was 1 minute. The side of
the fiber was wiped with a Kimwipes R° and MeOH. The tip was then air dried for
2 minutes.
4.1.7 Instrumentation
The Q-switched Nd: YAG laser, with an emitting wavelength of 355 nm, was pur-
chased from New Wave Research Inc.(Fremont, CA). Laser energy emitted from
the sampling end of the SPME/SELDI fiber was detected with a portable pyroelec-
tric single-channel joule meter (Molectron, Portland, OR). The SPME/SELDI-IMS
experiments were performed on a modified IONSCAN model 400B (Smiths De-
tection, Mississauga, ON, Canada) ion mobility spectrometer. The details of the
SPME/SELDI-IMS technique are described in Chapter 3.
IMS was programmed in the positive mode, using nicotinamide as the calibrant.
The drift tube length was 7 cm and the drift field was 214 V cm−1. The drift tube
temperature was maintained at 234 ◦C, and the heater for the desorber was disabled.
The drift and exhaust flow rates were set to 300 mL min−1. The sampling time
was 30 s, and the scan range was 50 ms. The shutter width was set at 200 µs.
The coating capacity evaluation was performed with a SRI 9300B GC-FID sys-
tem (SRI instruments, Torrance, CA). The column was a 1 m 0.53 mm MXT-5
silicosteel R° GC column (Restek, Bellefonte, PA) with a 1.00 µm coating thick-
ness. The temperature of the GC oven was initially held at 70 ◦C for 0.5 min, then
ramped to 300 ◦C at 20 ◦Cmin−1. The hydrogen carrier gas flow rate was set at 10
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mL min−1. Extracted analytes were then desorbed in methanol and injected into
the GC for analysis.
The laser repetition rate was set at 20 Hz. Unless otherwise indicated, the laser
energy was 250 µJ when coupled to IMS. The SEM images were taken with a LEO
1530 field emission scanning electron microscope (SEM). The accelerant voltage
was set at 10 kV.
4.2 Results and Discussion
4.2.1 Characteristic of Coatings
The morphology of the coatings was examined with SEM. The magnification of
these SEM images was 50K. As shown in Figure 4.1, the PPY coated fiber tip was
covered with cauliflower shaped PPY coating, and the surface was porous. The
PTH coated fiber tip was covered by a filament-shaped coating. The PAN coated
fiber tip looked smoother than the other two coatings at the same magnification.
The SEM image of the PAN coating at a 100K magnification (not shown here)
exhibited a surface covered with very small ball-shaped polymers.
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Figure 4.1: SEM images of PPY (upper pane), PTH (middle pane) and PAN
(bottom pane) coated fiber tip.
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4.2.2 Laser Energy Profiles
The laser energy profiles of the three coatings were examined with IMS. The laser
energy profile of PPY coating was discussed in Chapter 3. The maximum signal
intensity of the protonated molecular ion could be obtained at a laser energy of 250
µJ when desorbed from the PPY coating.
Similar laser energy profiles were also obtained with the PTH and PAN coatings.
The intensity of protonated ion reached the maximum at 250 µJ . The relative
intensities of protonated ion over cluster ion were different for the three coatings.
The difference on the relative intensities might be explained with the difference
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Figure 4.4: Laser energy profile obtained with PAN fibers.
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4.2.3 Comparison of Coating Capacities with GC
The capacity of the coatings was estimated with a GC. TOAB was chosen as the
test compound. The calibration curve (Figure 4.5) was first obtained by injecting


















Figure 4.5: Calibration curve of TOAB obtained with GC.
The extraction was performed with 5 fibers for each coating. The 5 fibers
extracted from 1 mL of 1.24 mg mL−1 TOAB in a EtOH: Water (2:3) solution for
10 minutes. The fibers were removed and wiped the side with a KimWipe R° and
MeOH. Then the fibers were left to air dry for 2 minutes. The fibers were desorbed
in 50 µL MeOH for 2 minutes following the extraction. Then the volume of MeOH
solution was reduced to 2-5 µL with nitrogen. This desorbed solution was injected
into the GC for analysis. The amount extracted by each coating was calculated
and shown in Figure 4.6. The PPY coated fiber exhibited the highest capacity.
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The capacity of the PAN fiber was about 30% less than that of the PPY fiber, and
the capacity of the PTH fiber was approximately 50% less than that of the PPY
fiber. This result confirmed the observation achieved with IMS, which illustrated




















Figure 4.6: Comparison of coating capacities.
4.3 Conclusion
Three electroconductive polymers, PPY, PTH and PAN were prepared and tested
with IMS and GC. It was observed that the PTH and the PAN coating could also
be used as a surface to facilitate the ionization without a MALDI matrix, according
to the results obtained with IMS. The laser energy profiles were also plotted, and
the highest protonated ion intensities were also observed at 250 µJ laser energy for
both the PTH and the PAN coating.
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The capacity of the three coatings was evaluated with GC. The PPY coating
exhibited the highest capacity among the three coatings. The performance of the
PAN coating was superior to the PTH coating according to results obtained with
GC. However, in the preliminary SPME/SELDI-MS experiment (result not shown
in here), when the PAN coated fiber was evaluated, a series of background peaks
from the coating were observed in the mass spectrum. Therefore, PPY and PTH
coatings were used for further SPME-mass spectrometry experiments.
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Chapter 5
Study of Ionization Mechanism
for PEG
5.1 Introduction
After the introduction of MALDI and electrospray ionization to IMS, the appli-
cation of ion mobility spectrometry has been extended to the analysis of bio-
molecules and synthetic polymers.[94]−[97] The confirmation studies of complexes
formed between alkali metal ions and synthetic polymers have been investigated
extensively.[97]−[96] Most of the reported studies employed MALDI-IMS/MS to ob-
tain information about the cross section and the m/z value of the analytes. As the
SPME/SELDI-IMS device used in this study was not combined with a mass spec-
trometry, the information that could be obtained was limited. However, the ionza-
tion mechanism for PEG could still be investigated with this device, and the exper-
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imental results helped gain a better understanding of the ionzation process on the
PPY surface. The results obtained with IMS were confirmed with SPME/SELDI-
QTOF MS. It was observed that when PEG was desorbed and ionized from the
PPY surface, cationization occurred. Both potassium and sodium adducted ions




Pyrrole, potassium sulfate, sodium sulfate, poly(propylene glycol) with average
molecular weight of 400, poly(ethylene glycol) with average molecular weights
of 200, 400, 600 and 1300-1600 were purchased from Sigma-Aldrich (St. Louis,
MO). Ammonium persulfate was purchased from BDH Chemicals (Toronto, ON,
Canada). The α-cyano-4-hydrocinnamic acid MALDI matrix was purchased from
Agilent (Palo Alto, CA). HPLC grade ethanol, methanol, isopropanol and deionized
water were used in all of the experiments.
5.2.2 Preparation of PPY Coated Fibers
High OH silica optical fibers with core diameters of 600 µm were purchased from
Polymicro Technologies Inc.(Phoenix, AZ). The preparation procedure for these
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fibers is described in Chapter 2.
5.2.3 Sampling Process
PPG 400, PEG 200, 400, 600 and 1300-1600 were dissolved in ethanol at a 10%
(v:v) concentration. The potassium sulfate and sodium sulfate stock solutions were
prepared in 1% (w:v) aqueous solution. This solution was then added to the PEG
400 solution to dilute it to 0.001%. The extraction process for IMS analysis involved
immersion of the SPME fiber tip in the sample solutions at a depth of 2-3 mm
shortly, then quickly removed and air-dried for 2 minutes. The volume of the
sample solution was determined to be less than 0.1 µL.
5.2.4 Instrumentation
Experiments were performed on a modified IONSCAN model 400B (Smiths Detec-
tion, Mississauga, ON, Canada) ion mobility spectrometer, and Micromass Voy-
ager QTOF mass spectrometer (Milford, MA). The Q-switched Nd: YAG laser,
with an emitting wavelength of 355 nm, was purchased from New Wave Research
Inc.(Fremont, CA, US). Laser energy emitted from the sample end of the SPME/
MALDI fiber was detected with a portable pyroelectric single-channel joule meter
Molectron EM400 (Portland, OR, US).
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Coupling SPME/SELDI to IMS Model 400B
The coupling of SPME/SELDI to IMS 400B has been described in Chapter 3. The
experiments in this chapter were performed with two different ionization methods.
One method involved the use of a 63Ni source and the SPME/SELDI fiber was
used to introduce analytes without firing laser pulses. The other method involved
the use of laser pulses to desorb and ionize the analytes from the SPME/SELDI
fiber without the use of 63Ni source. IMS was programmed in the positive mode,
using nicotinamide as the calibrant. The drift tube length was 7 cm and the drift
field was 214 V cm−1. The drift tube temperature was maintained at 234 ◦C, and
the heater for the desorber was disabled. The drift and exhaust flow rates were
set to 300 mL min−1. The sampling time was 30 s, and the scan range was 50 ms.
Unless otherwise indicated, the shutter width was set at 200 µs.
Coupling of SPME/SELDI Fiber with Micromass QTOF MS
SPME/SELDI fiber was also coupled to a Micromass Ultima R° QTOF mass spec-
trometer. The schematic diagram of this set up was shown in Figure 5.1. The
nanospray source was removed. The original cone was replace with a homemade
sample cone with a larger hole (1 mm diameter) in the middle of the cone, for the
insertion of the 600 µm SPME/SELDI fiber. The optimal depth of SPME/SELDI
inserted in the sample cone was determined to be 2.5 cm. After sample extraction,
the analytes were desorbed and ionized from the PPY coated fiber and analyzed





Figure 5.1: Schematic of SPME/SELDI-Micromass QTOF MS.
5.3 Results and Discussion
5.3.1 Comparison of Laser Desorption/Ionization and 63Ni
Ionization
Because samples could be ionized by 63Ni ion source or by laser desorption/ ion-
ization with this SPME/SELDI-IMS device, the same analytes were examined with
these two ionization methods and results are presented in this section. The drift
times of the PEG peaks and the K0 value calculated by Equation 5.1 are listed in
Table 5.1.
K0cal was the reduced mobility of nicotinamide, known as 1.88 cm
2 V −1 s−1,
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Peaks Drift time Cal. K0 Cal. Mass
(ms) (cm2 V −1 s−1) (amu)
1 14.984 1.1382 326
2 16.009 1.0632 362
3 17.212 0.9889 402
4 18.443 0.9229 441
5 19.946 0.8533 487
6 20.826 0.8173 512
Table 5.1: PEG 400 peaks produced by Ni radioactive ionization.
and tcal was the drift time of nicotinamide calibrant. The masses in Table 5.1 were
calculated based on the mass-reduced mobility calibration curve shown in Chapter
3. In most cases, the method provides an approximate estimate of the ionic masses





The reduced mobility could also be calculated by Equation 5.2, when the nicoti-













where L is drift length of the ion mobility drift tube in cm, V is the drift voltage,
td is the drift time in second, T is drift tube temperature in K, and P is the pressure
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Peaks Drift time Cal. K0 Cal. Mass Mass Difference
(ms) (cm2 V −1 s−1) (amu) (amu)
1 17.017 1.0002 396 70
2 18.134 0.9386 432 70
3 19.365 0.8790 470 68
4 20.663 0.8237 508 67
5 21.990 0.7740 544 57
6 23.293 0.7307 579 57
Table 5.2: PEG 400 peaks produced by laser desorption/ionization.
of drift gas in torr.
Laser desorption and ionization PEG was also performed with the PPY coated
SPME/SELDI fiber. The drift times were listed in Table 5.2. The drift times of
the laser ionized peaks were longer than those from the 63Ni produced ion peaks.
The calculated reduced mobility and mass values showed that larger ions were
produced by laser ionization. The mass difference between the laser produced
ions and the 63Ni produced protonated ions were calculated to be around 70 amu.
This difference could be attributed to the addition of hydrated sodium Na(H2O)3
or hydrated potassium ion K(H2O)2. However, the calculated masses were only
approximate values, and more information was needed to confirm the identity of
the laser produced peaks.
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5.3.2 Addition of of Alkali Metal Ions
Because hydrated sodiated ions and hydrated potassiated ions might both be present
in an ion mobility spectrum, potassium and sodium ions were added to the sample
solution to help identify the laser produced peaks. It was expected that the alkali
metal ions increasing the peak intensities should be those associated to analyte
molecules. Thus, 0.001% potassium sulfate and sodium sulfate were added to the
PEG solution, respectively. Higher alkali ion concentration, such as 0.01% are not
suitable for this experiment, as this would precipitate the PEG during the prepa-
ration of the sample solution. CHCA matrix was also added to the PEG solution
with a 1:1 ratio, to exam its effect on the ionization process. If the laser produced
ions were protonated molecule ions, then the addition of CHCA matrix should have
increased the intensity of all the peaks.
The results are shown in Figure 5.2. The addition of the potassium ions in-
creased the peak intensities by over 60%, and the addition of the sodium ions
decreased the peak intensities. This suggests that these ions might be potassium
hydrated ions. The observation that the adding of the CHCA matrix did not
increase the peak intensities also supports this conclusion. The reason why the




















PEG 400 PEG 400 with CHCA matrix
PEG 400 with 0.001% K+ PEG 400 with 0.001% Na+
Figure 5.2: Comparison of the peak intensities with the addition of alkali metal
ions.
5.3.3 Confirmation with SPME/SELDI Coupled to QTOF
MS
As the information about the mass of the laser produced ions could not be obtained
with IMS, the same experiment was conducted with a Micromass QTOF MS. The
mass of the ions is shown in Table 5.3.
Both sodiated and potassiated ions were observed in all of the spectra. If the
relative intensities of the potassiated and sodiated ions are compared, the intensities
of the potassiated ions were higher than those of the sodiated ions in all of the
spectra. The intensities of the sodiated ions were still lower than those of the
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n [PEG+Na]+ [PEG+K]+









Table 5.3: Mass table of laser produced ions.
potassiated ions, even with the addition of the sodium ions. This phenomenon is
different with the findings of Chen and co-workers.[100] In their work, PEG 400 was
directly ionized from the pencil line on a silica gel TLC plate with UV laser. The
intensities of the sodiated ions were higher than those of the potassiated ions in the
spectrum. The different substrates, PPY vs pencil line on silica gel, might account
for the difference among the peak intensities. The lack of protonated ions indicates




Five polymers, PEG 200, 400, 600, 1300-1600 and PPG 400 were examined with the
SPME/SELDI-IMS device. The spectra are shown in Figure 5.3. The concentration
of the sample solution was 1 mg mL−1 for all of the analytes. The extraction time
was maintained at 1 minute. The drift times in the spectra ranged from 10 to 20
ms for PEG 200 (Figure 5.3A), 15 to 25 ms for PEG 400 (Figure 5.3B)and 17 to 30
ms for PEG 600 (Figure 5.3C). The drift times increased as the molecular weight
increased. However, in the PEG 1300-1600 spectrum (Figure 5.3D), the overlapped
peaks ranged from 10 to 30 ms, suggesting the presence of fragment peaks. This
might be explained by the presence of molecule ions that were too large to be
detected by IMS. These spectra exhibit improved resolution compared with those
reported in the literature.[80] The distribution of PPG 400 peaks (Figure 5.3E) was
different than that of PEGs’ peaks. In addition, the drift times for these peaks
were approximately from 18 to 27 ms, which were longer than those for the PEG
400 peaks. The mass difference between the two monomers might account for this
observation.
In summary, these ion mobility spectra demonstrate the potential of using








Figure 5.3: Ion mobility spectra of synthetic polymers. A. PEG 200; B: PEG 400;
C. PEG 600; D: PEG 1300-1600; E: PPG 400.
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5.4 Conclusion
In this chapter, laser desorption SPME/SELDI coupled to IMS was employed for the
analysis of non-volatile synthetic polymers. The ionization mechanism of PEG 400
was studied with this device. It was found that the potassiated ions and sodiated
ions were both present in the ion mobility spectra. Alkali metal ions were added
to the PEG solution to facilitate the interpretation of the laser produced ions. The
addition of the potassium ions increased the intensity of the potassiated ion, but the
addition of the sodium ions caused a decrease in the peak intensities. The results
obtained with QTOF MS confirmed the present of both potassiated and sodiated
ions. This result confirmed that cationization might be the main ionization process
when polymers are directly ionized from a PPY coated silica surface.
Four PEGs with different average molecular weights and PPG 400 were also
tested with this SPME/SELDI device. The ion mobility spectra of these polymers
could be used for the fast identification of synthetic polymers, as the difference
between the spectra reflected the difference between the structures.
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Chapter 6
The Coupling of SPME/SELDI
with Mass Spectrometry
6.1 Introduction
Matrix-assisted laser desorption/ionization, developed in the middle of the 1980s,
[29] has become one of the most powerful tools to analyze biomolecules. However, it
has been a challenge to use MALDI for the analysis of low-mass analytes, because
of the presence of matrix related ions in the low mass range of spectra. The choice
of the matrix, the analyte to matrix ratio and the method used to apply the matrix
can all influence the ionization efficiency dramatically. These factors are critical to
obtaining a higher sensitivity. The optimization of these parameters is time con-
suming, thus limiting the utility of MALDI-TOF in several important applications,
including automated, high-throughput analysis.
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Efforts have been made, and several approaches have been developed to over-
come these limitations. Inorganic compounds have been used as a matrix since
the development of the MALDI technique. The use of ultrafine metal powder in
protein analysis was first reported by Tanaka et al.[28] and Karas [29] in 1988. Since
then, many other inorganic materials including graphite particles,[101] fine metal
powder or metal oxide powder,[102] silver thin-film substrates or particles [103] and
silica gel [104] have been used in MALDI-MS analysis of small molecules. A sys-
tematic investigation of the experimental parameters of these studies were reported
by Schürengberg et al. for peptides and proteins.[50] However, these methods still
required the optimizing of many experimental parameter, including the use of dif-
ferent particle materials, particle sizes and suspended liquids. Due to this reason,
these inorganic materials were not suitable to be an alternative for matrix. It is
understood that derivatives of benzoic acid, cinnamic acid and related aromatic
compounds are also good matrices for peptides and proteins, due to these com-
pounds can absorb UV light, and then transfer the energy to ionize the analytes.
Several matrix-free approaches have employed other materials,[39]−[56] includ-
ing silicon.[39] SELDI (surface enhanced laser desorption/ionization) is one of the
matrix-free techniques. A SELDI surface can be employed to transfer the laser
energy to ionize the analytes instead of using a matrix. As an example, Laser
desorption/ionization on porous silicon (DIOS) reported by Wei et al.[39] has been
very successful and has already been commercialized. In this technique, porous
silicon is employed as a desorption plate, to which the sample solution is applied,
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and then laser pulses are used to desorb and ionize the sample from the plate. This
method is very efficient for molecules smaller than 3kDa.[105] However, The DIOS
surface needs to be very clean, thus limiting the use of this technique to directly
analyse biological samples.
Lin and Chen have reported yet another approach, desorbing and ionizing pep-
tides and small proteins from a sol-gel-derived 2,5-dihydroxybenzoic acid (DHB)
film.[55] By entrapping the commonly used matrix DHB in the polymer frame,
matrix was no longer needed when the sample solution was added on this film.
However, the concentration of DHB needed to be carefully controlled to avoid the
presence of matrix-related peaks in the mass spectrum. Teng and Chen also used
the same polymer as a SPME coating to couple SPME with laser desorption mass
spectrometry,[56] but the optical fibers used in their experiments were just the sup-
port of the sol-gel-derived DHB polymer. It was therefore necessary to tape the
coated fiber on a MALDI plate for MALDI analysis.
Solid phase microextraction has been used in various applications and has been
combined with a number of different analytical methods as a fast and convenient
sampling technique. As mentioned previously, the traditional sample preparation
procedure for MALDI MS is time consuming and multiple parameters need to be
optimized to obtain acceptable sensitivity. The use of SPME for both sample
preparation and a means of introduction for MALDI is a possible solution for these
issues. A SPME/MALDI fiber was first proposed by Tong et al.,[5] but in the study,
the matrix was still used to aid the ionization of analytes.
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PPY is a conductive polymer which can be used as an energy storage material, a
corrosion resistant coating and a chemical sensor.[106] PPY co-polymer membrane
has also been used for gas separations.[107] Recently, PPY and related copoly-
mers were used as SPME fiber coating, subsequently coupled with LC/MS for the
analysis of PAHs.[7] The results exhibit better selectivity and sensitivity toward
polar compounds and nonpolar aromatic semi-volatile compounds, compared with
commercially available SPME products.
In this study, the results of the application of a PPY coated SPME/SELDI fiber
are presented. The PPY coating on fiber tip is employed as the extraction phase and
the surface to enhance the ionization of an analyte. The optical fiber is employed
as the support of PPY coating, as well as the media to transfer UV laser light
to the tip of the fiber, where the PPY coating is deposited. This SPME/SELDI
technique accomplishes sampling, sample preparation and sample introduction on
a single fiber. Moreover, free of matrix background, this technique is a promising
method for quantitative analysis of small peptides and drugs.
6.2 Experimental
6.2.1 Materials
Tetraoctylammonium bromide (TOAB), leucine enkaphalin, hydroperoxide, sulfuric
acid, bovine serum albumin (reduced and carboxymethylated BSA), HPLC grade
ethanol, acetone and isopropanol were purchased from Sigma-Aldrich (St. Louis,
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MO). Hydrofluoric acid and ammonium persulfate were purchased from BDH (BDH
Chemicals, Toronto, Canada). The α-cyano-4-hydrocinnamic acid MALDI matrix
was purchased from Agilent (Palo Alto, CA). Prior to digestion, protein samples
were prepared at 5 mg mL−1 in 50 mM ammonium bicarbonate (BDH Chemicals,
Toronto, ON, Canada) buffer adjusted to pH 8.5 with ammonium hydroxide (Fisher
Scientific, Nepean, ON, Canada). Digestions were carried out with a ratio of 20:1
protein:trypsin. Proteins were digested for 4 hours at 37 ◦C, and the digests were
stored at -20 ◦C prior to use. Digests were reconstituted in water with 0.1% formic
acid. Nanopure deionized water was used exclusively in these experiments.
6.2.2 Preparation of PPY SPME/SELDI Fiber
High OH silica optical fibers with core diameters of 600 µm were purchased from
Polymicro Technologies Inc.(Phoenix, AZ). The preparation procedure was de-
scribed in chapter 2.
6.2.3 Instrumentation
Experiments were performed using a prototype Q-TOF MS (MDS Sciex, Concord,
ON, Canada) mass spectrometer, and a modified 4000 QTRAP R° mass spectrom-
eter (MDS SCIEX, Concord, ON, Canada) with a modified AP MALDI ion source
as reported previously.[108] The Nd:YAG laser used had an emission wavelength
of 355 nm and was purchased from New Wave Research Inc.(Fremont, CA). Laser
energy was detected with a Molectron EM400 laser energy meter, purchased from
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Molectron Detector Inc.(Portland, OR). A square linear translation stage from Ed-
mund Industrial Optics (Barrington, NJ) was used to set up the outer optical to
focus the laser onto the fiber connector. A 15 cm convex lens, purchased from
Newport (Fountain Valley, CA), was used to focus the laser light.
6.2.4 SPME/SELDI-QTOF MS
A prototype Q-TOF mass spectrometer (MDS Sciex, Concord, ON, Canada) was
employed in these experiments. To couple this device with the SPME/SELDI fiber,
the electrospray ion source was removed. The SPME/SELDI fiber was inserted into
a brass tube (I.D. 1 mm, 5 cm in length) and placed 5 mm in front of the orifice hole
(Figure 6.1). A voltage of 3000 V was applied between the bronze holder and the
orifice plate to repel the ions produced at the fiber tip into the mass spectrometer.
Figure 6.1: Schematic of SPME/SELDI-SCIEX prototype QTOF MS device.
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Leucine enkephalin solution was prepared with water in concentrations range
from 1 to 9 pmol µL−1. The sample extraction process was same as mentioned
above. Following the extraction step, the fiber was inserted into the brass holder,
the laser pulse was fired manually and data was collected by the mass spectrometer.
6.2.5 SPME/SELDI-QqLIT MS
To further investigate the sensitivity of SPME/SELDI device, the SPME/SELDI
fiber was also coupled to a high performance hybrid quadrupole-linear ion trap
(QqLIT) mass spectrometer with a modified AP MALDI source (MDS Sciex, Con-
cord, ON, Canada). This modified AP-MALDI source can improve the AP MALDI
performance for peptides by a factor of approximately two over previous iterations,
the details about the modified AP-MALDI source was described in Chapter 7.
The set-up was shown in Figure 6.2. The front flange of the AP-MALDI source
was removed. An alligator clip was attached to the SPME fiber at about 1cm from
the fiber tip. The other end of this clip was connected to the high voltage power
supply to the MALDI plate. With the presence of the electroconductive polymer
on the side, a high voltage could be applied on the SPME fiber tip to draw the ions
into the MS. The voltage used in this experiment was 2000V.
Using the coated optical fibers, performance comparisons were made using two
different laser illumination geometries. The first geometry involved attachment of
the laser directly to the opposite end of the coated optical fiber in a similar fashion








Figure 6.2: Schematic of the coupling of SPME fiber with Qtrap MS.
transmission geometry), the laser light was transmitted through the optical fiber
(600 µm), conductive polymer, and then sample extraction surface. This geometry
essentially results in backside illumination of the polymer and sample. The second
optical configuration (hereafter referred to as reflection geometry) involved attach-
ment of the laser to the standard optics in the AP MALDI source (200 µm fiber)
such that the light was directed at approximately a 28 ◦ angle to the front side of
the fiber surface as described previously.[108]
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6.3 Results and Discussion
PPY coated SPME/SELDI fibers exhibited higher sensitivity than previous studies
employing SPME/MALDI fibers. [5] Additionally, as well as transferring UV light
to the sample end of the fiber, PPY coating can also act as the surface to help
ionizing analytes. Additional experimental parameters were also investigated with
the IMS, including the relationship between the extraction surface area and signal
intensity, the relationship between concentration and signal intensity, as well as
the laser desorption profile. The mass spectrum of a peptide leucine enkephalin,




Figure 6.3: Mass spectrum of 1 µg mL−1 TOAB after extraction with the PPY
SPME/SELDI fiber. Extractio time, 1min.
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6.3.1 Results from Q-TOF MS
To verify that PPY can perform as an effective surface for ionization, the PPY
coated fiber was coupled with the Q-TOF mass spectrometer as described above.
First, the mass spectrum of a blank, freshly prepared PPY fiber was recorded, and
no peaks were observed (Figure 6.4A). A 1 µg mL−1 TOAB solution was used as
a model analyte. The mass spectrum of TOAB after 20 laser shots is illustrated in
Figure 6.3. Only two peaks were observed, including m/z 467 from [N(C8H17)4]+
and m/z at 551. The identity of the second peak is not known.
The performance of the PPY fiber was then evaluated with the peptide leucine
enkephalin (M.W. 555). The PPY fiber was used to extract the analyte as previ-
ously described. Without using a matrix, three peaks were observed, at m/z 556,
578 and 594, which could be attributed to [M+H]+, [M+Na]+ and [M+K]+ respec-
tively (Figure 6.4B). Besides, further ions were detected as shown in Figure 6.4B.
Additionally, the baseline is higher than in Figure 6.4A. The higher baseline may
indicate that the interferences, such as PPY oligomers or other substances originat-





























Figure 6.4: Mass spectra of (A) PPY fiber blank and (B) after extraction from
9 pmol µL−1 leucine enkephalin from an aqueous solution without the addtion of
matrix. Extraction time, 1 min.
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To estimate the sensitivity of the method, aqueous leucine enkephalin solutions
in the concentration range 1-9 pmol µL−1were tested. Under current experimental
conditions, the detection limit was determined as 2.2 pmol µL−1. Compared with
other methods using reflection geometry for SELDI, these detection limits are high.
For example, Schüerenberg et al. obtained a detection limit of 100 amol µL−1 for
various peptides using prestructured 200 mm gold spots as the target surface with
conventional MALDI.[109] It is not clear why the detection limits of the present
SPME/SELDI method are higher, because it was shown above that the analyte
could be quantitatively desorbed from the tip by firing 30-50 laser shots with laser
energy between 130 and 400 µJ . It is proposed that the higher detection limit of
the SPME/SELDI method is due to two reasons. One is that the mass spectra
shown here were obtained by a single laser shot, not the average or accumulation
of signals obtained with a group of laser shots as used for conventional MALDI or
SELDI. In addition, the ion transmission from the fiber into the mass spectrometer
could be non-optimized and thus insufficient.
In order to investigate whether water molecules incorporated in the pores of
PPY polymer contribute to the ionization process, storage conditions of the fibers
were also evaluated in these studies. Two PPY fibers were prepared and coated at
the same time; then one fiber was dried in nitrogen, while the other was soaked
in water after being coated. A 9 pmol µL−1 leucine enkephalin was used as the
analyte. No difference in intensity of the [M+H]+ peak was observed, although the
intensity of the [M+K]+ peak obtained with the second fiber is higher than that of
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the corresponding peak from the first fiber.
As for DIOS, the mechanism of how the surface helps to ionize the analyte is still
not well understood. Possible reasons include that PPY polymer can both absorb
and transfer UV light,[110] which is also the main characteristic of commonly used
MALDI matrices. PPY is a conductive polymer so it can transfer electrons, and
electron transfer is one of the proposed mechanisms for MALDI.[111] The results
obtained for the PPY coating also demonstrated the possibility of using other con-
ductive polymers as coatings of a SPME/SELDI fiber. However these results are
preliminary in nature and more analytes need to be tested on this fiber to under-
stand the full potential of using PPY fibers for other biomolecules, and the extent
of the mass range that can be accessed.
6.3.2 Results from QqLIT MS
To further explore the sensitivity of the SPME/SELDI technique, the SPME/SELDI
fibers were also coupled to a QqLIT mass spectrometer with a modified APMALDI
source. The investigation of coating ionization efficiency, the comparison of laser
geometries, and the reproducibility were discussed in detail in chapter 7. It was ob-
served that the sensitivity of SPME/SELDI fiber could be dramatically improved
by using MS with better ion transmission. The use of reflection geometry, and
incorporation of a MALDI matrix could improve the sensitivity by two orders of
magnitude. If not specifically stated, all the following experiments were run with
reflection geometry.
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Figure 6.5: Detection limit of leucine enkephalin in urine (40 fmol µL−1).
Detection Limit of Spiked Urine Samples
Undiluted urine samples were spiked with leucine enkephalin and examined with
modified QqLIT MS. Concentration of 2 pmol µL−1, 200 fmol µL−1 and 40 fmol
µL−1 were tested. PTH coated fiber was used to extract from spiked urine solution
for 5 minutes. Then the SPME/SELDI fiber was rinsed shortly with water and
air dried for 2 minutes. The detection limit for leucine enkephalin in urine was
determined as 40 fmol µL−1 at S/N 7 for the sodiated ion (m/z 578.9) (Figure
6.5). This LOD was about 100 times lower than that obtained with QTOF MS
(approximately 4.5 pmol µL−1). It showed that the sensitivity could be improved
by improving the ion transmission. Only [M+K]+ ions and [M+Na]+ ions could be
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seen in the spectra. The presence of these two ions is due to the high concentration
of salt present in the urine samples.
Figure 6.6: MS spectra of BSA digest obtained with PPY and PTH fibers.
Analysis of BSA Digest Sample
PPY and PTH coated optical fibers were both used for the detection of BSA digest
sample. The experimental conditions were the same as mentioned above. The
concentrations of BSA digest used in this part of experiment were 9, 5 and 2 fmol
µL−1.
Considering that the extraction equilibrium could be reached in one minute in
previous experiments, 5 minutes was chosen as the extraction time. To make sure
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5 minutes was sufficient to reach the extraction equilibrium, a comparison of 5-
minute and 40-minute extraction time was performed by extracting from 10 fmol
µL−1 BSA digest and matrix mixture (1:1 ratio). The intensities are about the
same, suggests that 5 minutes extractions is sufficient for this sample.
1 µL of 5 fmol µL−1 BSA digest and matrix mixture (1:1 ratio) was also spotted
on fiber tip for comparison. But the high noise level, caused by excess matrix on
the tip, made it difficult to identify the analyte peaks.
When the equilibrium extraction was performed, the LOD of both PPY and
PTH fiber was 2 fmol µL−1. PPY and PTH coated fibers were compared by ex-
tracting from 10 fmol µL−1 BSA digest solution and the spectra were shown in
Figure 6.6. Overall peptide peaks with higher intensities could be obtained with
PPY fiber. This might be explained by the higher polarity of PPY coating than that
of PTH coating, and the possibility of the formation of hydrogen bonds between
PPY and the peptides.
6.4 Conclusion
SPME/SELDI combines sampling, sample preparation and sample introduction
with ionization and desorption of the analytes. Because of these advantages,
SPME/SELDI has the potential for the direct analysis of biomolecules and small or-
ganic molecules in living systems. It has been reported that PPY coated SPME de-
vices could be used to accomplish in-vivo drug analysis in dogs.[88] Current SELDI-
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chip based analytical methods do not allowed the study of drugs and peptides in
living systems. In this study, the feasibility of SPME/SELDI to extract and ionize
peptides from a solution without adding matrix was demonstrated.
The SPME/SELDI fibers were coupled to QTOF and QqLIT MS, respectively.
Better sensitivity could be obtained with QqLIT MS, as the modified AP MALDI
source facilitated the ion transmission. Application of this technique to urine sam-
ple and BSA digest were demonstrated using both PPY and PTH fibers. The LOD
for leucine enkephalin in urine was determined as 40 fmol µL−1 with PTH coated
fiber; and the LOD for BSA digest was 2 fmol µL−1 for both PTH and PPY fibers.
The good performance of PPY and PTH coating was obtained when analyzed small
drug and protein digest. However, the throughput of this technique was low com-
pared with other MALDI methods. In addition, the performance of SPME/SELDI
coupled to MS, such as sensitivity, reproducibility, are still under investigation and
require further improvement. As the solution to these issues, a high performance
multiplexed SPME/MALDI plate was constructed and evaluated. The details will






MALDI has become a powerful technique for the analysis of proteins and peptides
by mass spectrometry (MS) since its introduction in 1988.[29] Though MALDI
has enabled the routine identification of biomolecules, the need to increase the
throughput of the method has been recognized. Sample preparation for MALDI is
still the time limiting step, because it dictates the quality of the MS spectra. Efforts
have been made to produce more uniform co-crystals between the analytes and
the matrix, to improve the performance and reproducibility.[112][113] Others have
attempted to combine the sample extraction onto the MALDI target.[57] SELDI
protein chip arrays are commonly used in proteomic research. These SELDI devices
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still require substantial sample preparation and the automation is also expensive.
As a simple and efficient sample preparation technique, SPME has been widely
used with GC [87] and more recently with liquid chromatography.[88] Recently sev-
eral research groups have coupled SPME to other types of mass spectrometers.
Meurer and coworkers demonstrated direct coupling of SPME with an electron ion-
ization mass spectrometer.[3] Referred to as fiber introduction mass spectrometry,
this method was used to analyze volatile and semi-volatile compounds by direct
insertion of a poly (dimethylsiloxane) coated SPME fiber into the ion source after
headspace extraction. Teng and Chen reported the combination of SPME with
MALDI-MS.[56] A sol-gel-derived 2,5-dihydroxybenzoic acid film was employed as
the SPME extraction coating and the substrate to help ionization without the ad-
dition of a matrix. After extraction, the SPME fiber was attached on a MALDI
plate with double-sided carbon tape. This procedure was not amenable to automa-
tion and only the analytes on one side of the SPME fiber could be introduced to
the MS. Direct coupling of an SPME fiber to a laser desorption mass spectrom-
eter has also been described with ion mobility [5] and QTOF instruments.[8] The
SPME/MALDI fiber was employed both as the SPME extraction phase andMALDI
substrate, however, the sensitivity was poor (pmol µL−1 detection limits).
This paper further investigates the coupling of SPME/MALDI to mass spec-
trometry. A multiplexed SPME plate was coupled to a high performance hybrid
quadrupole - linear ion trap (QqLIT) with a modified AP MALDI source. Due to
the extraction time (2-10 minutes) is typically the rate-limiting step for SPME/AP
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MALDI analyses (MALDI MS times can be as low as a few seconds when complete
sample depletion is not required, or high repetition rate lasers are used), the sample
throughput can be improved by a factor approaching the number of fibers on the
device. In this case, a 16-fiber embedded SPME/MALDI plate was constructed for
demonstration. The multiplexed plate permits 16 simultaneous extractions from
a 96-well plate, substantially improving throughput over previous configurations
where successive sampling was achieved in a serial fashion. In addition, the use of
a single plate with the fibers embedded, allows for highly reproducible extraction
times between replicates as opposed to immersion of separate fibers. In addition
to parallel sampling, this system also improves throughput by simplifying the sam-
ple preparation for MALDI. In addition, a number of operational parameters were
optimized to improve the system performance. Optimization of the laser illumi-
nation geometry provided more than a 100-fold improvement in the S/N ratio for
peptides. The addition of α-cyano-4-hydrocinnamic acid (CHCA) matrix to the
extraction solvent gave improvements of approximately 100× and 32× for the ab-
solute signal and S/N ratio for peptides, respectively. Analytical performance was
also improved by using extraction fibers with increased surface areas (larger extrac-
tion capacity) and an improved atmosphere-vacuum interface. The combination of
all these improvements gave detection limits of less than 500 amol µL−1 for protein
digests with typical fiber-fiber reproducibilities on the order of 13-31%. For these
studies 2 different SPME coatings were evaluated (PPY and PTH) and the extrac-
tion efficiency was determined. This system presents a low cost, easy to use high
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throughput sample preparation tool for AP MALDI-MS analysis.
7.2 Experimental
7.2.1 Chemicals
Pyrrole, thiophene, anhydrous ferric chloride, tetraoctylammonium bromide, formic
acid, angiotensin II, angiotensin I, bradykinin, glufibrinopeptide b and bovine
serum albumin (reduced and carboxymethylated BSA) were purchased from Sigma-
Aldrich (St. Louis, MO). Isopropanol and ammonium persulfate were purchased
from VWR (Toronto, ON, Canada). The α-cyano-4-hydrocinnamic acid MALDI
matrix was purchased from Agilent (Palo Alto, CA). Prior to digestion, protein
samples were prepared at 5 mg mL−1 in 50 mM ammonium bicarbonate (BDH
Chemicals, Toronto, ON, Canada) buffer adjusted to pH 8.5 with ammonium hy-
droxide (Fisher Scientific, Nepean, ON, Canada). Digestions were carried out with
a ratio of 20:1 protein:trypsin. Proteins were digested for 4 hours at 37 ◦C, and the
digests were stored at -20 ◦C prior to use. Digests were reconstituted in water with
0.1% formic acid. Nanopure deionized water was exclusively used in these experi-
ments. A four-peptide mixture containing angiotensin II, angiotensin I, bradykinin
and glufibrinopeptide b was prepared in water with 0.1% formic acid.
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7.2.2 Preparation of PPY and PTH Coated Fibers
High OH silica optical fibers with core diameters of 600 µm were purchased from
Polymicro Technologies Inc.(Phoenix, AZ). The PPY and PTH fiber preparation
procedure have been described in chapter 4.
7.2.3 Preparation of Multiplexed SPME/MALDI Plate
Glass rods with 2 mm diameter obtained from the University of Waterloo glass shop
were used to prepare the SPME fiber tips for the multiplexed SPME/AP MALDI
plate. The glass rods were cut into 3 cm sections, and then one tip and the sides
of the rods were etched with 400-grit silicon carbide polishing paper. The tip was
then cleaned with the same procedure described above. The glass fiber tips were
then coated with PPY and PTH using the same coating procedures described in
chapter 4.
A standard ABI stainless steel MALDI plate (AB/MDS SCIEX, Concord, ON,
Canada) was used to prepare the multiplexed plate. A total of 16 holes were
drilled on the plate and sixteen coated SPME tips were glued into place. The tips
were cut so that the sampling ends protruded from the flat surface of the plate by
approximately 5 mm. The tips were positioned to provide alignment with the wells
on a 96-well plate to permit simultaneous extraction from multiple wells.
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7.2.4 Extraction Process
Samples were diluted to various concentrations in water containing 0.1% formic
acid. Various concentrations of α-cyano-4-hydrocinnamic acid MALDI matrix were
mixed with a 1:1 volume ratio with the sample solutions prior to extraction. For
some experiments, no matrix was added to the extraction samples.
The extraction process involved immersion of the SPME fiber tips in the sample
solutions at 2-3 mm in depth. Typically extraction times were 2-10 minutes. The
tips were air dried for 2 minutes after extraction. Experiments showed that an
aqueous rinse was insufficient to prevent carry-over, so after every run, the PPY
fiber tips were cleaned by soaking in methanol for one minute followed by a rinse
with water and methanol, respectively. The PTH tips were cleaned by soaking in
acetonitrile/water (50:50) followed by rinsing with methanol/water (50:50) for 30
seconds each. Different rinse procedures were used for the two coatings to account
for differences in stability with organic solvents.
The preliminary coating evaluation was carried out with a SRI 9300BGC system
with a FID detector (SRI instruments, Torrance, CA). The column was a 1 m
0.53 mm MXT-5 silicosteel R° GC column (Restek, Bellefonte, PA) with a 1.00 µm
coating thickness. The temperature of the GC oven was initially held at 70 ◦C for
0.5 min, then ramped to 300 ◦C at 20 ◦C ·min−1. The hydrogen carrier gas flow rate
was set at 10 mL ·min−1. Extracted analytes were then desorbed in methanol and
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Figure 7.1: Schematic of the SPME/AP MALDI configuration. The target plate
held an array of 16 SPME extraction fibers.
7.2.5 SPME/AP MALDI Coupled to a QqLIT MS
SPME devices were coupled to a modified 4000 QTRAP R° mass spectrometer (MDS
SCIEX, Concord, ON, Canada) with a modified AP MALDI ion source as reported
previously.[108]
The instrumental modifications involved increasing the gas throughput of the
interface by a factor of four with a larger orifice plate aperture (0.6 mm). In ad-
dition, a QJETTM Ion Guide was incorporated to replace the standard skimmer
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as shown in Figure 7.1 to reduce the gas load on subsequent vacuum stages.[114]
This configuration improved AP MALDI performance for peptides by a factor of
approximately 2 over previous iterations (data not shown). The laminar flow cham-
ber temperature was maintained at 200 ◦C for all experiments. A nitrogen laser
from LSI (Frankin, MA) was used for all experiments with a 10 Hz repetition rate.
The AP MALDI source stage was repositioned by removal of shims so that the tips
of the SPME rods could be placed approximately 2 mm in front of the laminar
flow chamber entrance. Approximately 2000 V was applied to the stainless steel
sample plate. For experiments with the optical fibers, the standard source flange
was removed and the fibers were placed approximately 2 mm from the inlet of the
laminar flow chamber. An alligator clip was fastened to the SPME fiber about
1cm from the fiber tip to provide a potential onto the electroconductive polymer
to improve the sampling efficiency for ions. The voltage used in these experiments
was 2000 V.
Using the coated optical fibers, performance comparisons were made using two
different laser illumination geometries. The first geometry involved attachment of
the laser directly to the opposite end of the coated optical fiber in a similar fash-
ion to experiments described in the literature.[8] With this configuration (hereafter
referred to as transmission geometry), the laser light was transmitted through the
optical fiber (600 µm), conductive polymer, and then sample extraction surface.
This geometry essentially results in backside illumination of the polymer and sam-
ple. The second optical configuration (hereafter referred to as reflection geometry)
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involved attachment of the laser to the standard optics in the AP MALDI source
(200 µm fiber) such that the light was directed at approximately a 28 ◦ angle to
the front side of the fiber surface as described previously.[108]
7.3 Results and Discussion
7.3.1 Optimization of Performance
Comparison of Transmission and Reflection Geometry
In previous direct couplings of SPME and APMALDI [5][8] only transmission geom-
etry was employed. Experiments were conducted with samples of BSA digest to
compare the performance with the two illumination geometries. Similar laser flu-
ence was used for both geometries. Figure 7.2 shows an example of the performance
comparison for a 5 minute extraction from a sample of 10 fmol µL−1 BSA digest
using a single PTH fiber. The Y axes were scaled identically for the two sets of data
so that they could be compared directly. Although these data were generated using
a PTH fiber, similar trends were observed using PPY fibers as well. There was a
substantial background when using transmission geometry, however peptide peaks
could not be observed at the 10 fmol level. In contrast, a large number of peptide
peaks could be observed with S/N ratios ranging up to 17 when using reflection
geometry even though the optical fiber was positioned in the same location within
the source region for both experiments. In order to achieve similar S/N ratios for
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Figure 7.2: Comparison of performance for a 10 fmol µL−1 sample of BSA di-
gest with transmission (upper pane) and reflection geometry (lower pane). The
extraction time was 5 min and a PTH fiber was used for these experiments. Trap
operational parameters: scan speed, 4000 Da/s; fill time, 150 ms.
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this sample using transmission geometry, the BSA digest concentration had to be
increased to greater than 1 pmol µL−1. For these experiments, the sample surface
was illuminated until no further ion current was generated with both optic config-
urations. As the entire surface was illuminated simultaneously with transmission
geometry, sample depletion from the surface required approximately 10 s. However
with reflection geometry, the laser was focused to a spot size of approximately 225
by 325 µm so that the ablation area was approximately four times smaller than the
fiber surface area. Quantitative removal of analyte required rastering around the
fiber surface. Under these conditions, analyte signals were observed for approxi-
mately 3 min. Even though no further ion current could be obtained from these
fibers, some analytes were still present on the surface of the fibers. Additional
analyte signal (much weaker) could be regenerated by respotting matrix onto the
tips. Therefore, it was critical to use the aggressive wash procedures described in
the experimental section between each sample to prevent carry-over. Reflection
geometry was used for all other experiments described in this paper.
Ionization Efficiency for Conductive Polymers
Matrix addition to the extraction sample was also evaluated to try to improve
the analytical performance of the SPME/AP MALDI system. Extractions were
carried out using a sample of 100 fmol µL−1 angiotensin II. Data were collected
directly from the acidified aqueous sample solvent, sampling from solvent prepared
by mixing the sample solvent directly with undiluted a-cyano matrix (1:1 ratio),
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Figure 7.3: Comparison of performance for 100 fmol µL−1 angiotensin II using direct
ionzation from the surface of the PPY fiber (no matrix addition) and incorporating
various amounts of matrix to the extraction solvent. Top pane, no matrix addition;
middle pane, 10-fold diluted matrix added; bottom pane, undiluted matrix added.
Trap operational parameters: scan speed, 250 Da/s; fill time, 150 ms.
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and mixing the sample solvent directly with a-cyano matrix (1:1 ratio) that was
diluted by a factor of 10 with water containing 0.1% formic acid. For each of the
three extraction conditions, four separate runs were conducted with different tips.
Average data obtained using PPY fibers is presented in Figure 7.3 with the
Y axes scaled identically for comparison purposes. The addition of matrix to the
extraction solution provided a dramatic improvement in SPME/AP MALDI per-
formance. The addition of undiluted matrix provided increases of 57× and 31× for
the absolute signal and S/N for protonated angiotensin II. Dilution of the matrix
provided an additional signal improvement (approximately a factor of 2), but the
S/N ratio was essentially unchanged. The increased ion intensity with matrix di-
lution was likely due to the resulting increase in aqueous content of the extraction
solution (50% aqueous→ 95% aqueous) since the matrix was diluted with acidified
water. The higher aqueous content may increase the distribution constant for the
analyte in the extraction phase. In addition, the decrease of the total amount of
matrix in the extraction solution may decrease the competition for the surface, al-
lowing more peptides to be adsorbed. Therefore, for all further experiments in this
paper aqueous samples were mixed with a 1:1 ratio with a-cyano matrix diluted
10×. Similar behavior was observed with SPME devices coated with PTH.
Comparison of PPY and PTH Coatings
Conductive coatings of PPY and PTH were evaluated. GC experiments were ini-
tially conducted to compare the extraction ability and reproducibility for the two
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Figure 7.4: Scanning electron microscope images of the PPY coating (upper pane)
and the PPY coating after extraction from a mixture containing 10 fmol µL−1 BSA
digest and matrix (lower pane). Operational parameters were 5000 V and 10000×
for the accelerate voltage and magnification.
125
Figure 7.5: Scanning electron microscope images of the PTH coating (upper pane)
and the PTH coating after extraction from a mixture containing 10 fmol µL−1 BSA
digest and matrix (lower pane). Operational parameters were 5000 V and 10000×
for the accelerate voltage and magnification.
126
polymer coatings. GC experiments showed signal improvements of 1.9× for the
PPY fibers as opposed to the PTH fibers. In addition, the run-run reproducibility
(as measured by the relative standard deviation) was 9% for the PPY fibers and
21% for the PTH fibers. Experiments with the QqLIT also showed poorer perfor-
mance and reproducibility with the PTH fibers (data not shown). Differences in
performance and reproducibility may be related to differences in the fiber surface
morphologies.
Scanning Electron Microscopy (SEM) was used to evaluate the homogeneity of
the extraction surfaces with the PPY (Figure 7.4) and PTH coated devices (Figure
7.5). Similar conditions were used for the acquisition of the images with the two
coatings, and the magnification was 10 000×. The top image depicts the surface of
the coated fiber prior to extraction and the bottom image depicts the surface of the
coated fiber after extraction from a mixture containing 10 fmol µL−1 BSA digest.
The surface of the PTH coated fiber (Figure 7.5) showed a lack of surface uniformity
with areas of filament-shaped particles and areas with alternate morphologies. The
picture taken after extraction showed the presence of a number of areas where there
appeared to be gaps in the extracted material. The surface of the PPY coated fiber
(Figure 7.4) shows a more homogeneous morphology (ball-shaped structures). In
addition, there appeared to be a more uniform and continuous layer of material
on the surface after the extraction procedure. This difference in surface structure
may be the reason for the improved performance with the PPY coated fibers. PPY
coated fibers were used for all of the rest of the experiments described in this paper.
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A number of PPY coated tips were also examined with blank extraction from
the 10X diluted matrix solution to look for the presence of extra peaks resulting
from ionization of various subunits of the PPY polymer. It was not possible to
observe any peaks that corresponded to polymer ions. These results suggest that
the polymer coatings might not be able to be ionized with the current laser fluence
(380 J ·m−2). Another possible explanation for the lack of PPY related ions in the
mass spectra was that the proton affinity of the matrix may be substantially higher
than the proton affinity of PPY related molecules.[115]
7.3.2 Evaluation of Analytical Performance
Extraction Efficiency
The capacity of the SPME coating limits the amount of analyte that can be ex-
tracted from a particular sample. Typically this means that the actual amount
of sample adsorbed on the fiber surface is substantially lower than the amount of
sample initially present in the extraction solution. Therefore, experiments were
conducted with a four-peptide mixture to evaluate the extraction efficiency using
the large diameter (2 mm) fibers mounted on the surface of the multiplexed SPME
plate. Extraction efficiencies depend on a number of parameters including solvent
composition, temperature, analyte affinity for the solid phase, extraction time, and
analyte concentration. Prior to these experiments, the solvent composition was
optimized to water with 0.1% formic acid as described above for Figure 7.3. The
optimum temperature was approximately 25 ◦C with reduced ion count rates at
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Figure 7.6: Mass spectra of four peptide mixture extracted by PPY fibers. Sample
concentration, 20 fmol µL−1 angiotensin II, bradykinin, angiotensin I and glufib-
rinopeptide b with 10-fold diluted matrix. Trap operational parameters: scan speed,
4000 Da/s; fill time 150 ms.
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both higher and lower extraction temperatures (data not shown). In order to eval-
uate the extraction efficiencies, 1 µL of a sample containing 20 fmol µL−1 of four
different peptides was spotted onto the tip of four separate SPME fibers. Data
were accumulated from each fiber until the sample was depleted from the surface
and the four runs were averaged. After cleaning, the same four fibers were used
to extract from wells containing 40 µL of the same mixture (20 fmol µL−1). Data
were accumulated from each fiber until the samples were depleted from the surface
and the 4 runs were averaged. The peak intensities were compared for the four




× 20fmol · µL
−1 × 1µL
20fmol · µL−1 × 40µL×100%
(7.1)
The extraction efficiencies were 0.3%, 0.2%, 0.1%, and 0.4% for angiotensin II,
bradykinin, angiotensin I, and glufibrinopeptide b, respectively. As all the four
peptides extracted by fiber coating is less than 1 %, it can be concluded that 40 µL
is sufficient for future quantitative analysis by SPME. [116] It is important to note
that the calculated extraction efficiencies only accounted for peptides adsorbed on
the coated end of the fiber tips, as it was not possible to sample from the sides of
the fiber tips with this configuration. The differences in peptide structure likely
account for differences in the extraction efficiencies. In addition, as the extraction
efficiencies depend on sampling time and concentration, it is important to note that




Tip — tip reproducibility was evaluated with four PPY coated tips using samples
of the four peptide mixture containing 20 fmol µL−1 of each peptide as shown in
Figure 7.1. In each case, data were acquired until the sample was completely de-
pleted from the tip of the fiber. Separate SPME tips (labeled fibers 1-4) were used
for simultaneous extraction from four different sample wells. The four spectra were
qualitatively similar showing the presence of the molecular ion for the four pep-
tides as well as a small peak corresponding to the dehydration of glufibrinopeptide
b. A quantitative comparison of the signal and S/N ratio for the four peptides is
presented in Table 7.1. Typical RSDs (N = 4) for the signal intensity and S/N
ratio ranged from 13-31% and 11-27%, respectively. This was a substantial im-
provement over previous iterations and was likely due to a number of factors such
as the improved control with simultaneous sampling, improved SPME technique,
improved laser optics, and the more stable atmosphere to vacuum interface.[108]
In addition, the multiplexed plate allowed all extractions to be conducted simulta-
neously, reducing the total analysis time. The S/N ratios from these experiments
can be used to estimate detection limits of 362 amol µL−1, 619 amol µL−1, 2.2
fmol µL−1, and 295 amol µL−1 for angiotensin II, bradykinin, angiotensin I, and
glufibrinopeptide b, respectively. These detection limits represent improvements on
the order of 1000-7500× over previously published data [8].
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angiotensin II bradykinin angiotensin I glufibrinopeptide b
fiber signal S/N signal S/N signal S/N signal S/N
No. (×107au) ratio (×107au) ratio (×107au) ratio (×107au) ratio
1 8.9 153 6.2 108 0.81 26 5.2 224
2 7.6 201 4.1 109 0.83 31 4.9 257
3 12.0 180 7.1 106 1.0 25 5.7 199
4 10.0 129 5.2 64 1.5 30 4.1 130
AVE. 9.6 166 5.7 97 1.0 28 5.0 203
RSD(%) 19 19 23 23 31 11 13 27
Table 7.1: Quantitative comparison of fiber-fiber reproducibility for extractions
from four different sample wells.
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Analytical performance was also evaluated for protein digests. Figure 7.7 shows
an example of this for samples of BSA digest in which the Y axes have been scaled
identically for comparison purposes (the m/z values of the peptide peaks are shown
in Table 7.2 and 7.3).
Figure 7.7 shows data acquired (average of 8 runs each) for samples of 5 fmol
µL−1 BSA digest, 500 amol µL−1 BSA digest, and a blank sample containing only
matrix mixed with acidified water. The extraction times were 5 min, 10 min, and 10
min, respectively. Blank runs were taken before and after each of the measurements
with the fibers to ensure that carry-over was not an issue. On average the peak
heights and S/N ratios were approximately 6× and 5× lower for the 500 amol µL−1
extractions than the 5 fmol µL−1 extractions, respectively. These data suggest
that the data generated with the lower concentration may have benefited from the
extended extraction time. This is expected since the extraction process relies upon
diffusion of analyte molecules to the fiber surface. Therefore, longer extraction
times result in more analyte adsorbed on the fiber surface before the extraction
equilibrium is reached. Future research will be focused on improving performance
further with extended extraction times as well as improving the homogeneity of the
extraction material on fiber surfaces with the goal of achieving quantitative analysis.
New extraction materials such as antibody coating are also under investigation for
this purpose.
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Figure 7.7: Analytical performance for samples of 5 fmol µL−1BSA digest (top
pane), 500 amol µL−1BSA digest (middle pane), and a blank (bottom pan). Sam-
ples were extracted for 5, 10, and 10 min, respectively. Trap operational parameters:
scan speed, 4000 Da/s; fill time, 20 ms; and Q0 trapping enabled.
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Table 7.2: List of the BSA digest peptide peaks.
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Total numbers of peptides 38 20
Table 7.3: List of the BSA digest peptide peaks (continued).
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7.4 Conclusion
A new multiplexed SPME/AP MALDI plate was designed and evaluated on a
QqLIT with a modified AP MALDI source. The experimental parameters were
optimized to obtain a significant improvement in performance. The incorporation
of diluted matrix to the extraction solution improved the absolute signal and S/N
by 104× and 32×, respectively. The incorporation of reflection geometry for the
laser illumination improved the S/N ratio by more than two orders of magnitude.
Reproducibility was also improved as a result of these changes and the improved
atmosphere-vacuum interface used for these experiments. The fully optimized high
throughput SPME/AP MALDI configuration described in this paper generated
detection limit improvements on the order of 1000-7500× those achieved prior to
these modifications. This system presents a possible alternative for qualitative
proteomics and drug screening.
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Chapter 8
Laser Desorption SPME as Fast
Sample Introduction Method for
Fast GC Analysis
8.1 Introduction
The principles and theory of fast GC were established in the 1960s.[117][118] How-
ever, its application remained limited until recently. The need for analytical meth-
ods that are low cost, and provide high throughput has initiated widespread research
in method development for high-speed GC analysis. New technologies include mi-
crobore (≤ 0.1mm i.d.) columns, methods for very fast column heating such as
at-column heating, inlet devices that inject very narrow sample plugs, dual-column
methods for enhancing selectivity, and the use of time-of-flight mass spectrometry
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for high-speed data acquisition have been developed for fast GC analysis.
Reviews of the fundamentals of fast GC and method development are found in
a number of publications [119]−[124]. One of the main goals of method development
is to obtain optimized resolution between the critical components in a preparation
in the shortest practical time. Resolution is a function of theoretical plates N ,













When separation speed is fully optimized, then sample capacity and/or separation
power often suffer. Maximization of the aforementioned factors occurs at the ex-
pense of both sample capacity and separation power. Therefore, any fully optimized
fast GC method is a compromise between speed, capacity and resolution. Korytar
and co-worker provide a more specific description of the factors involved in fast GC
method development.[125] The basic steps of method optimization that are critical
for the development of fast separations include the need to:
• Minimize the required resolution;
• Maximize the available selectivity; and
• Reduce the analysis time at a constant resolution.
The definitions of fast GC have also been widely discussed. Van Deursen and
co-worker proposed the following simple definitions, based on a peak width at half
139
height (2.354σ): fast GC refers to peak widths of 1-3 sec, with analysis times in
minutes; very fast GC refers to peak widths of 30-200 msec, with analysis times in
seconds; and ultra-fast GC refers to peak widths of 5-30 msec and separations in
less than 1 sec.[126]
Klee and Blumberg have provided detailed descriptions of method development,
theory, and practice in fast GC.[127][128] They describe that analysis speed can be
increased in several ways, including:
• Faster carrier gas flow rate;
• Faster temperature program heating rate;
• Faster carrier gas;
• Shorter, smaller, thinner film column; and
• Low outlet pressure detector.
It is often difficult to attempt to optimize all of these variables at once. These
factors could be achieved by implementing appropriate instrumentation. Namely,
the use of hydrogen as a carrier gas, the use of a narrow-bore capillary column, and
GC ovens with resistive heating system provide fast and reproducible heating rates
up to 1200 ◦C min−1. In addition, the injection system is also a critical component
of fast GC. To minimize the input band-width, the injected sample plug has to be
narrow compared to the total chromatographic band broadening. A split injector is
a simple option for fast GC injection system. Milliseconds of injection band-width
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can be obtained when operated at very high split ratios.[129] However, a poor
detection limit is the main drawback of this approach. Programmed temperature
vaporization and on-column injection techniques can also be combined with fast
GC. But precautions are necessary to successfully use these techniques.
Laser desorption has previously been used as an alternative sample introduction
method for fast GC/MS analysis.[130] A XeCl eximer pulsed laser with pulse en-
ergy of 3 mJ was used to desorb the analytes from the sample surface, and the laser
desorbed analytes were then thermally vaporized and introduced into the GC inlet.
A laser was also used in laser pyrolysis fast GC and GC/MS for the fast character-
ization of synthetic polymers.[131] Polymers are inherently difficult to analyze due
to their high molecular weight and lack of volatility. In laser pyrolysis, the inter-
action of laser energy with the sample generates a high temperature plume, rapid
quenching and thermal shock, which produces a range of pyrolysis products. The
laser energy used for pyrolysis has to be high enough to reach the high temperatures
required for pyrolysis.
As mentioned in Chapter 1, the use of a laser to desorb analytes on the tip of an
optical fiber for fast GC analysis was reported in 1987 by Pawliszyn and Liu, even
before the SPME technique was developed.[60] Subsequently, research has focused
on the development of SPME devices, SPME coatings and the fundamental study
of this novel technique. Because the volatile and semi-volatile analytes on SPME
fiber can be thermally desorbed in a GC injector, the coupling of laser desorption
SPME to GC has not been further investigated.
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It was reported that the amount of desorbed neutral species can be much larger
than the amount of desorbed ions if the optimal laser intensity is used.[132] There-
fore, laser desorption SPME/SELDI can also be used to introduce analytes in the
neutral form for fast GC and GC/MS analysis. As the laser ablated area is exactly
the same as the cross section of the optical fiber, the analytes can be quantita-
tively desorbed and analyzed if the experimental parameters are optimized and
well controlled.
In this chapter, the use of laser desorption SPME as a sample introduction ap-
proach for fast GC analysis was demonstrated. A PPY coated SPME fiber was
coupled to a portable GC equipped with a FID detector, and GC/MS. Synthetic
polymer PEG 400 was used for demonstration. The results illustrate that laser
desorption is an effect desorption method for the introduction of low-volatile com-
pounds into a GC system. Good separation between the polymer peaks was ob-
tained, even with a short capillary column.
8.2 Experimental
8.2.1 Chemicals
Pyrrole, poly(ethylene glycol) 400, and α-cyano-4-hydrocinnamic acid (CHCA)
were purchased from Sigma-Aldrich (St. Louis, MO). Ammonium persulfate was
purchased from BDH Chemicals (Toronto, ON, Canada). HPLC grade ethanol,
methanol, isopropanol and deionized water were used for all of the experiments.
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8.2.2 Preparation of PPY Coated SPME Fibers
High OH silica optical fibers with core diameter of 300 µm were purchased from
Polymicro Technologies Inc.(Phoenix, AZ). The preparation procedure is described
in Chapter 2.
8.2.3 Sampling Process
Polyethylene glycol 400 was dissolved in ethanol at a 10% (v:v) concentration. For
the GC/FID analysis, the fiber tip was carefully dipped in a 10% PEG solution and
then wiped carefully with a Kimwipes R° to remove the solution on the sides of the
fiber. The fiber was then air dried for 2 mins. The 10% solution was diluted to 10
ppm with water for subsequent GC/MS analysis. The extraction process involved
the immersion of the SPME fiber tip in the sample solutions at a depth of 2-3 mm.
The extraction times were 1 min. Following extraction, the SPME fiber was wiped
carefully with a Kimwipes R° to remove the solution on the sides of the fiber. The
tip was then air dried for 2 minutes.
8.2.4 Instrumentation
Experiments were performed using a SRI 9300 series portable GC system with a
FID detector (SRI Instruments, Torrance, CA), and a Saturn 4D GC/MS (Varian,
Palo Alto, CA). The frequency tripled Q-switch Nd:YAG laser (355 nm emission
wavelength) was purchased from NewWave Research Inc.(Fremont, CA). The laser
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was operated at remote control mode, therefore a homemade laser control box was
constructed to start the laser and control the parameters such as repetition rate,
number of laser pulses etc. The schematic of the laser control box is shown in Ap-
pendix C. The laser repetition rate was set to be 20 Hz. Laser energy was detected
with a Molectron EM400 laser energy meter, purchased from Molectron Detector
Inc.(Portland, OR). A 15 cm convex lens, purchased from Newport (Fountain Val-
ley, CA), was used to focus the laser light. The laser source, lens and the X, Y, Z
stage with SPME fiber connector were set up on a square linear translation stage
from Edmund Industrial Optics (Barrington, NJ).
8.2.5 Laser Desorption to GC/FID
A SRI 9300 series portable GC system with a FID detector (SRI Instruments,
Torrance, CA) was employed first for the coupling of the laser desorption to the
GC trial. The column used was a 1 m × 0.53 mm MXT-5 silicosteel R° GC column
(Restek, Bellefonte, PA) with a 1.00-µm film thickness. The on-column injector
was located inside of the GC oven. Therefore the temperature of the injector was
the same as the oven temperature. The schematic of the GC injector with laser
desorbed SPME was shown in Figure 8.1. A SPME needle assembly was used to
guard the optical SPME fiber when it pierced the GC septum. Since the outer
diameter of the SPME fiber was approximately 0.4 mm, and the inner diameter
of the megabore adapter was about 0.6 mm, it was very difficult to directly insert
the SPME fibre into the GC column through the megabore adapter. Thus, a short
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stainless steel tubing (1 cm length, 0.5 mm outer diameter) was placed between
the septum and the column to guide the SPME fiber into the GC column. The
hydrogen carrier gas flow rate was set at 10 mL min−1. The temperature of the
GC oven was initially set at 150 ◦C and ramped to 280 ◦C at 20 ◦C min−1. Unless
otherwise noted, the laser energy was set at 200-300 µJ , and 200 laser pulses were
fired to desorb the analyte in 10 seconds.
GC column




Figure 8.1: Schematic of laser desorption SPME to GC.
8.2.6 Laser Desorption to GC/MS
An optical SPME fiber was coupled to Saturn 4D GC/MS to examine the difference
between laser desorption and thermal desorption. A 2 × 0.25 mm MXT-5MS GC
column (Restek, Bellefonte, PA) with a 0.25-µm film thickness was used. The
pre-column pressure was set at 10 psi. The scan mass range was set at 300-650.
The GC oven temperature was initially set at 80 ◦C, held for 2 minutes, and then
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ramped at 20 ◦C min−1 to 280◦C. The SPI injector temperature was set at 100 ◦C
and then ramped at 150 ◦C min−1 to 280◦C. The transfer line temperature was set
at 290 ◦C. The laser energy was set at 200-300 µJ , and 200 laser pulses were fired
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Figure 8.2: Laser desorption PEG 400 to GC using different temperature parame-
ters. From top to bottom: A: 200 ◦C ramped at 40 ◦C min−1 to 280 ◦C, then hold
for 10 mins; B: 200 ◦C ramped at 30 ◦C min−1 to 280 ◦C, then hold for 10 mins; C:
200 ◦C ramped at 20 ◦C min−1 to 280 ◦C, then hold for 10 mins; D: 150 C ramped
at 20 ◦C min−1 to 280 ◦C, then hold for 10 mins.
146
8.3 Results and Discussion
8.3.1 Laser Desorption PEG to GC/FID
Determining the Temperature Programming Parameters
Temperature parameters were optimized as illustrated in Figure 8.2. According to
preliminary experiment results, the initial temperature was set at 150 ◦C. A high
initial temperature was chosen because SPME is a solvent-free technique, and there
is no need to start analyses at a low temperature to evaporate the solvent. Since the
maximum operating temperature of this column is 280 ◦C, the final temperature
was set at 280 ◦C and held for 10 min. It was observed that the peaks with longer
retention time were broad and short due to the oven temperature. At least six
peaks were observed in each chromatogram.
Involvement of CHCA Matrix
It is understood that the addition of a CHCA matrix could improve the signal
intensities with the coupling of a SPME/SELDI fiber to MS, due to the improve-
ment of ionization efficiency. It is not clear, however, if the MALDI matrix influ-
ences on the desorption process. Thus, PEG 400 was used as testing compound
to examine the effect of the MALDI matrix on laser desorption to GC, and the
chromatograms are presented in Figure 8.3. The figure shows no apparent differ-
ence between chromatogram B (without the matrix) and C (with the matrix), if
the retention times and the intensities of the peaks are compared. There are two
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more peaks in chromatogram C, which had the same retention times as the peaks
in the CHCA chromatogram (D). Thus, it is thought, these peaks are a result of
the CHCA matrix. According to these results, it is tentatively concluded that the
addition of a MALDI matrix has no apparent effect on the signal intensity in a
GC chromatogram. However, additional data is required to confirm this tentative











Figure 8.3: Laser desorption PEG to GC/FID. From top to bottom: A and B: laser
desorption 10 % PEG 400; C: laser desorption 10% PEG 400 + 1 mg mL−1 CHCA
matrix; D: laser desorption 10 mg mL−1 CHCA matrix; E: thermo desorption 10%
PEG 400; F: blank. Temperature programming, 150 ◦C ramped at 20 ◦C/min to
280 ◦C, then hold for 4 mins.
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Laser Desorption vs. Thermal Desorption
In Figure 8.4, the difference between laser desorption and thermal desorption was
demonstrated. In chromatogram A, PEG was introduced to the GC via thermal
desorption. The SPME fiber was left inside of the injector for 10 s, and then
withdrawn from the injector. An overlapped multiple peak could be observed in
this chromatogram. Chromatogram B and C were obtained with 5 seconds and
2 seconds of laser desorption, respectively. The SPME fiber was retrieved from
the injector after the laser pulses were fired. Well separated peaks were observed in
both chromatograms. The peak intensities in the 5 s laser desorption chromatogram
were higher than those in the 2 s laser desorption chromatogram. This observation
is attributed to a larger amount of analyte that is desorbed with a longer desorption
time. Because all of the fibers were prepared by coating PPY on freshly cut fiber
tips, and every SPME fiber was only used once in these experiments, the issue of
carry-over from the fiber could be ignored. Blanks were run before and after each
runs, no carryover was observed.
Effort was made to investigate the optimum laser energy and desorption time,
but these experiments was not successful. Laser energies that ranged from 50 µJ
to 600 µJ , desorption time that ranged from 1 s to 30 s were examined. However,
the reproducibility of the peak areas was poor, and no further conclusion could be
drawn based on these results. Possible reasons for the poor reproducibility might
be:
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• Inter-fiber difference between the fiber coatings (it was difficult to obtain
uniform coating on the smaller surface), and/or
• The laser energy decreased during the desorption process. (It was observed
that the laser energy decreased if the laser pulses were continually fired for
tens of seconds. And the energy decreased even faster if laser output en-
ergy is higher. This decreasing on laser energy effected the reproducibility
dramatically, as the GC signal intensity was directly related with the laser
energy)
The information that could be obtained with this laser desorption SPME-
portable GC system was limited, due to the configuration limitation, which did
not provide a separate temperature controller for the injector, and information
about the identity of the compounds could not be obtained directly. Despite these
limitations, sharp and well separated peaks could be obtained with a 1 m megabore
capillary column. These results demonstrated the applicability of using laser des-
orption SPME for fast GC analysis. Following the findings from these trials, laser








Figure 8.4: Thermal desorption and laser desorption PEG to GC/FID. Temperature
programming, 150 ◦C ramped at 20 ◦C min−1 to 280 ◦C, then hold for 10 mins.
(A): 10 s thermal desorption from fiber tip; (B): laser desorption at 20 Hz for 5 s;
(C): laser desorption at 30 Hz for 2 s.
8.3.2 Laser Desorption PEG to GC/MS
Laser desorption SPME was coupled to a Varian Saturn 4D GC/MS. After GC and
ion trap detector operation parameters were optimized, laser desorption and ther-
mal desorption SPMEwere performed with a 10 ppm PEG sample. The comparison
between the laser desorption and thermal desorption obtained with GC/MS is pre-
sented in Figure 8.5. Figure 8.5A is the blank and Figure 8.5B is the chromatogram
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produced from the thermally desorbed PEG. The SPME fiber was thermally des-
orbed inside of the injector for 10 s and then withdrawn from the injector. The high
intensity peak at a retention time of approximately 7 min in this chromatogram
was from the fiber coating. The mass spectrum of this peak had the same fragment
ions as the mass spectrum of the blank PPY fiber. To eliminate the background
peaks from the PPY coating, the PPY fibers were then conditioned at 150 ◦C for
about one hour prior to use. Following this conditioning step, it is noted that the
background in Figure 8.5C was much lower when the conditioned blank fiber was
used. The background peak at 7 min was not shown. Well separated PEG peaks
could be observed, in comparison with the chromatogram presented in Figure 8.5B.
Blanks were checked before and after every run.
1 µL of 10 ppm PEG solution was injected into GC/MS for comparison. The
retention times of the peaks in this chromatrogram were the same as those obtained
with laser desorption, but the peaks were broader (not shown here). The mass
spectra of the peaks also exhibited the same fragment peaks at m/z 355, 429, 504.
Hence, it was confirmed that the laser desorbed peaks were PEG peaks.
Following the injection of 1 µL of the 10 ppm PEG solution, carryover was
observed. This might be due to the desorption of PEG on the inner surface of
the injector. After three blank runs, there were still some carryover peaks in the
chromatrogram, suggesting the presence of trace PEG residue in the injector. One
blank was run with a blank fiber inserted in the injector for 10 s and the results are
shown in Figure 8.6A. Then the same fiber was used for another blank run with laser
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Figure 8.5: Comaprison of laser desorption and thermal desorption with GC/MS.
(A) blank; (B): thermal desorption PEG 400; (C): laser desorption PEG 400. Ex-
traction time, 1 min; Concentration, 10 ppm. GC/MS operation parameters as
described in the text.
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Figure 8.6: GC/MS chromatograms of laser desorption and thermal desorption.
(A): thermal desorption the residue inside of SPI liner after injection; (B): laser
desorption the residue after thermal desorption.
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pulses fired (chromatogram shown in Figure 8.6B). The thermal desorption blank
was run with the fiber inside of the injector to include all the possible sources of PEG
residue, i.e., fiber, needle and injector. Some weak PEG peaks were still observed
in the thermal desorbed blank chromatogram (Figure 8.6A). The subsequent laser
desorbed blank chromatogram (Figure 8.6B) exhibited the same peaks, with three
times higher intensity. This experiment was repeated two more times, and the
peak intensities in the laser desorbed blanks were always higher than those in the
thermally desorbed blanks. This findings suggest that the laser desorption was
more effective for the desorption of non-volatile compounds for GC analysis.
8.4 Conclusion
Laser desorption SPME was employed as a sample introduction method for fast
GC analysis of non-volatile synthetic polymers. The coupling of laser desorption
SPME to GC/FID and GC/MS was pursued and the results were demonstrated
in this chapter. It was observed that laser desorption was more efficient than
thermal desorption when a non-volatile analyte PEG was used. Good separation
was obtained even with a 1-m or 2-m column. Because the GC and GC/MS used
in this work were not designed for fast GC analysis, some limitations were inherent
in the analyses. For example, there was no fast heating system, the carrier gas flow
rate was limited. The analysis time could not be shortened.
The pulse laser could be fired with a frequency of 20 Hz or higher, and it
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was therefore possible to introduce analytes in a few seconds or less (tens of laser
pulses or less) if the proper laser parameters were used. Therefore, laser desorption
SPME could be used as a fast sample introduction method for fast GC analysis.
These results demonstrate the potentials of laser desorption SPME as a sample






The use of laser desorption as a sample introduction method for SPME has been
investigated in this research. SPME fiber was coupled to three different types of
analytical instruments using laser desorption: MS, IMS and GC (GC/MS). The
construction of SPME/SELDI-IMS, SPME/SELDI-MS devices and the coupling of
laser desorption to GC/GC-MS were introduced and evaluated here. Three new
SPME coatings were developed and evaluated for laser desorption of SPME fibers.
The applications of laser desorption SPME to these three analytical instruments
were conducted to demonstrate the potential of this new technique.
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9.1 SPME/SELDI-IMS
PPY coated SPME/SELDI fibers were developed, and were coupled to two IMS
devices for the first time. SPME/ SELDI fibers combined sampling, sample prepa-
ration and sample introduction with ionization and desorption of the analytes. The
setup of SPME/SELDI-IMS 350 device was described first. The data collection and
analysis for signals produced by single laser pulses were used in the early stage of
this work. The optimization of the PPY coating was investigated with this device,
and the optimum coating procedure was determined. The characteristics of the
PPY SPME/SELDI fiber was then evaluated. It was observed that the PPY coated
fiber could reach an extraction equilibrium in one minute, and the analyte could
be desorbed from the coating surface without the addition of a MALDI matrix.
This suggested the possibility of fast analysis with this PPY SPME/SELDI fiber.
A good linearity could be observed between the fiber surface area and the signal
intensity, and between the concentration and the signal intensities. These results
illustrated the possibility of using SPME/SELDI-IMS for quantitative analysis.
It was found that the S/N ratio, the intra-sample reproducibility and the through-
put of this device required further improvement. Therefore, a new SPME/SELDI-
IMS system with a faster data acquisition and a more powerful data analysis pro-
gram was constructed and evaluated. The data acquisition throughput could be
enhanced from less than 1 spectrum/min to 20 spectra/s. Hence hundreds of spec-
tra could be accumulated to obtain improved sensitivity, reproducibility, and S/N
ratio within tens of seconds. The laser operation parameters were also optimized;
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250 µJ laser energy and 20 Hz laser repetition rate. Direct extraction of verapamil
from urine sample was performed with a PPY coated SPME/SELDI fiber without
any further cleanup. The analysis of the urine sample (includeing sample prepara-
tion) could be done within minutes. This SPME/SELDI-IMS device can be used
for fast analysis of large and/or thermal labile molecules, such as drugs, polymers
and biomolecules.
The ionization mechanism of PEG 400 was studied with SPME/SELDI-IMS
400B device. It was found that the potassium and sodium associated ions were
produced by laser ionization. Alkali metal ions were added to the PEG solution
to facilitate the interpretation of the laser produced ions. The addition of the
potassium ions increased the intensity of the potassiated ion, but the adding of
sodium ions caused a decrease in the peak intensities. The reason for this decrease
is still not clear and warrants further research. The results obtained with QTOF
MS confirmed the presence of both potassiated and sodiated ions. This result
confirmed that the cationization is the main ionization process when polymers are
directly ionized from a PPY coated silica surface.
Four PEGs with different average molecular weights and PPG 400 were also
tested with this SPME/SELDI device. The difference between the ion mobility
spectra of these polymers could be used for the fast identification of synthetic
polymers.
Two other electroconductive polymers, PTH and PAN were prepared for SPME
coatings and evaluated with IMS and GC. It was observed that PTH and PAN
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coating could be used as surfaces to facilitate ionization without a MALDI matrix,
according to the results obtained with IMS. The laser energy profiles were also
plotted, and the highest protonated ion intensities were also observed at 250 µJ
laser energy for both the PTH and the PAN coatings.
The capacity of the three coatings was evaluated with GC. The PPY coat-
ing exhibited the highest capacity among the three coatings. The preliminary
SPME/SELDI-MS result illustrated relatively high background peaks from PAN
coating in the mass spectrum. Therefore, the PAN coating was not used for further
SPME-mass spectrometry experiments.
9.2 SPME/SELDI-MS
The SPME/SELDI fibers were coupled to a QTOF MS in the early stage of this
research. The results confirmed the applicability of the coupling of SPME/SELDI
with MS. It was demonstrated that the PPY coating functioned both as an extrac-
tion phase and as a surface to facilitate ionization. The LOD for leucine enkaphalin
was determined to be 2 pmol µL−1.
This work was the first reported coupling of SPME/SELDI and MS. However,
it should be noted that, the sensitivity was poor compared with other MALDI MS
methods, and the technique requires further improvement.
The SPME/SELDI fibers were coupled to a QqLIT MS. Better sensitivity was
expected as the modified AP MALDI source on the QqLIT MS exhibited a better
160
ion transmission efficiency than the QTOF MS. The analysis of the urine sample
and the BSA digest were demonstrated with both PPY and PTH fibers. The LOD
for leucine enkephalin in urine was determined to be 40 fmol µL−1with the PTH
coated fiber. The LOD for the BSA digest was 2 fmol µL−1 obtained with both
the PTH and the PPY fibers. However, the throughput of this technique was low
in comparison with other MALDI methods. In addition, the performance of the
SPME/SELDI-MS, such as sensitivity, reproducibility, are still under investigation
and require further improvement.
To address these issues, a new multiplexed SPME/AP MALDI plate was con-
structed and evaluated with a QqLIT MS with a modified AP MALDI source.
The experimental parameters were optimized to achieve a significant improvement
in performance. The incorporation of a diluted matrix to the extraction solution
improved the absolute signal and S/N ratio by 104× and 32×, respectively. The
incorporation of reflection geometry for the laser illumination improved the S/N
ratio by more than two orders of magnitude. Reproducibility was also improved as
a result of these changes and the improved atmosphere-vacuum interface used for
these experiments. The fully optimized high throughput SPME/AP MALDI con-
figuration generated detection limit improvements on the order of 1000-7500× those
achieved prior to these modifications. Therefore, this system presents a possible
alternative for qualitative proteomics and drug screening.
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9.3 Laser Desorption SPME to GC
Laser desorbed SPME was employed as a sample introduction method for the fast
GC analysis of low-volatile synthetic polymers. The coupling of laser desorption
SPME to GC/FID and GC/MS was carried out and the results demonstrated im-
proved performance of laser desorption over traditional thermal desorption for the
analysis of synthetic polymer samples. Well separated peaks was obtained even with
a 1-m or 2-m column. These results demonstrate the potentials of laser desorption
SPME as a sample introduction method for the fast GC analysis of low-volatile
compounds such as synthetic polymers.
9.4 Recommendations
To explore the application of laser desorption SPME to IMS, there are several
approaches that could be used to improve the sensitivity. First, new SPME coatings
with higher capacity, such as C18, and XDS particles could be used. Another
option would be antibody immobilized surfaces, which offers higher affinity towards
certain compounds. Second, reflection geometry can also be used for the coupling of
SPME with IMS. Improved sensitivity is expected as this geometry exhibits higher
sensitivity than transmission geometry in MS experiments.
The SPME/AP MALDI plate evaluated in these studies appeared to be a
high-throughput, high sensitivity, good reproducibility, low cost sampling tool for
MALDI-MS analysis of small peptides. Since the SPME technique is a very pow-
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erful tool for quantitative analysis in spite of the sample size, with the involvement
of high-repetition laser (for example, 1 kHz), high-throughput quantitative analysis
with MALDI MS can be achieved. In addition, with the use of appropriate coatings
such as C8 or C18 particles, cation and anion exchange particles, or functionalized
surface with affinity towards different proteins, large molecules such as proteins
could be analyzed with SPME/AP MALDI plate. Therefore, this approach might
be an alternative for SELDI chips in the future.
As mentioned in several chapters, laser energy is a parameter that is directly
related with signal intensity. The laser source used in this project did not have a
feedback circuit or an attenuator to maintain the laser energy output at a constant
value. As a result, the laser energy output value dropped when multiple laser pulses
were fired. The reproducibility of the signal intensity was affected by this factor.
Therefore this issue has to be addressed if quantitative analysis is desired.
With respect to laser desorption SPME for GC analysis, it was demonstrated
to be an efficient desorption method for the introduction of non-volatile analytes
into a GC for fast analysis. To further investigate this technique, an appropriately
equipped GC with a fast heating system, and a MS detector with higher tolerance
towards high carrier gas flow rate is desired. Caution should be taken during the
sampling process. Only the tip of SPME fiber should be immersed in the sample
solution. Otherwise the residue on the side of the fiber might be thermally desorbed,
resulting in poor reproducibility. Carryover needs to be considered for the analysis
of sticky polymer samples. Deactivated GC liner and disposable needle guide, or
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on-column laser desorption are two options to resolve this issue.
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MATHCAD Program for IMS 350
Data Analysis
ORGIN : = 1
M : = READPRN(”filename.CSV ”)
n : = rows(M)
n : = 1× 104
T : =M h1i
Y : =M h2i
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Figure A.1: Plotting IMS spectrum with Mathcad.








(y(T )5000) = 0.560000
y(Tin) = 0.575000
y(T5001) = 0.590000







































A = 1.017989× 10−3
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Appendix B
MATLAB Program for Data
Analysis
function yan( call, k )
















if strcmp(k, ’thr’), yan_compute_thr, end


















prefix_edit = findobj( fig, ’Tag’, ’prefix_edit’ );
files_edit = findobj( fig, ’Tag’, ’files_edit’ );
meansum_popup = findobj( fig, ’Tag’, ’meansum_popup’ );
thr1_button = findobj( fig, ’Tag’, ’thr1_button’ );
thr2_button = findobj( fig, ’Tag’, ’thr2_button’ );
base1_button = findobj( fig, ’Tag’, ’base1_button’ );
base2_button = findobj( fig, ’Tag’, ’base2_button’ );
base3_button = findobj( fig, ’Tag’, ’base3_button’ );
base4_button = findobj( fig, ’Tag’, ’base4_button’ );
Area_text = findobj( fig, ’Tag’, ’Area_text’ );
threed_button = findobj( fig, ’Tag’, ’threed_button’ );
xy_axes = findobj( fig, ’Tag’, ’xy_axes’ );
%-------------------------------------------------------------
set( prefix_edit, ’String’, ’PTH1-5032104_’ )
set( files_edit, ’String’, ’1’ )
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set( meansum_popup, ’String’, {’mean’, ’sum’} )
set( meansum_popup, ’Value’, 1 )
%-------------------------------------------------------------
set( prefix_edit, ’Callback’, ’yan prefix’ )
set( files_edit, ’Callback’, ’yan files’ )
set( meansum_popup, ’Callback’, ’yan meansum’ )
set( thr1_button, ’Callback’, ’yan thr 1; yan compute thr’ )
set( thr2_button, ’Callback’, ’yan thr 2; yan compute thr’ )
set( base1_button, ’Callback’, ’yan base 1; yan compute base’ )
set( base2_button, ’Callback’, ’yan base 2; yan compute base’ )
set( base3_button, ’Callback’, ’yan base 3; yan compute base’ )
set( base4_button, ’Callback’, ’yan base 4; yan compute base’ )
set( Area_text, ’String’, ’’ )
% Also done in yan_readdata
set( threed_button, ’Callback’, ’yan threed’ )
%-------------------------------------------------------------
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%%% yan_readdata <- Don’t run because initial prefix





prefix_edit = findobj( fig, ’Tag’, ’prefix_edit’ );
files_edit = findobj( fig, ’Tag’, ’files_edit’ );
















function yan_readdata % clear axes and plot
global fig xy_axes
global T Y Yall
prefix_edit = findobj( fig, ’Tag’, ’prefix_edit’ );
files_edit = findobj( fig, ’Tag’, ’files_edit’ );
meansum_popup = findobj( fig, ’Tag’, ’meansum_popup’ );
%-------------------------------------------------------------
prefix = get( prefix_edit, ’string’ );
files = get( files_edit, ’string’ );
files = [ ’[’ files ’]’ ];
files = strrep( files, ’-’, ’:’ );
files = eval( files );
nfiles = length( files );
185
%-------------------------------------------------------------
meansum_s = get( meansum_popup, ’String’ ); % {’mean’, ’sum’}
i = get( meansum_popup, ’Value’ ); % 1 or 2





T = zeros(n, 1);
Yall = zeros(n, nfiles);
%-------------------------------------------------------------
for i=1:nfiles






if strcmp( meansum, ’mean’ ) Y = mean(Yall, 2); end





xlim = get(gca, ’XLim’);
zero_line = plot(xlim, [0 0], ’k-’);
hold off
set( zero_line, ’Color’, [0.5 0.5 0.5])
%-------------------------------------------------------------
global Tthr Ythr Hthr
global Tbase Ybase Hbase
Hthr = zeros(1, 2+1);
Hbase = zeros(1, 4+2+1);
Tthr = Hthr; Ythr = Hthr;
Tbase = Hbase; Ybase = Hbase;
%-------------------------------------------------------------
Area_text = findobj( fig, ’Tag’, ’Area_text’ );




function yan_thr( k ) % k=1..2
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global Tthr Ythr Hthr
global xy_axes
k = str2num(k);
if Hthr(k) ~= 0, delete( Hthr(k) ), end
if Hthr(3) ~= 0, delete( Hthr(3) ), end
[Tthr(k), Ythr(k)] = ginput(1);
ylim = get(xy_axes, ’YLim’);
hold on





function yan_base( k ) % k=1..4




if Hbase(k) ~= 0, delete( Hbase(k) ), end
if Hbase(5) ~= 0, delete( Hbase(5) ), end
if Hbase(6) ~= 0, delete( Hbase(6) ), end
if Hbase(7) ~= 0, delete( Hbase(7) ), end
[Tbase(k), Ybase(k)] = ginput(1);
ylim = get(xy_axes, ’YLim’);
hold on
style = {’r-’, ’r-’, ’m-’, ’m-’};













%-*-----*------ ... ---/----*---*--- ... --*---*----\--- time
% #1 #2 a ia ib b
%
%-------------------------------------------------------------
if ((Hthr(1) ~= 0) & ...
(Hthr(2) ~= 0) )
a = Tthr(1);
b = Tthr(2);
ia = min( find( T >= a ) );
ib = max( find( T <= b ) );
Ymin = min( Y(ia:ib) );
Ymax = max( Y(ia:ib) );
Ymean = mean( Y(ia:ib) );
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thr = -3*( Ymean-Ymin );
xlim = get( xy_axes, ’Xlim’ );
hold on










global Tbase Ybase Hbase
%-------------------------------------------------------
if ((Hbase(1) ~= 0) & ...
(Hbase(2) ~= 0) & ...
(Hbase(3) ~= 0) & ...
191
(Hbase(4) ~= 0) )
ibase1 = find( ...
(Tbase(1) <= T) & (T <= Tbase(2)) ...
);
ibase2 = find( ...
(Tbase(3) <= T) & (T <= Tbase(4)) ...
);
base1 = mean( Y(ibase1) );
base2 = mean( Y(ibase2) );
%--------------------------------------------------
xlim = get( xy_axes, ’XLim’ );
hold on
Hbase(5) = plot( [Tbase(1) Tbase(2)], [base1 base1], ’r-’ );
Hbase(6) = plot( [Tbase(3) Tbase(4)], [base2 base2], ’m-’ );
Hbase(7) = plot( [Tbase(2) Tbase(3)], [base1 base2], ’k-’ );
hold off
set( Hbase(7), ’Color’, [0.5 0 1] ) % <- Purple
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%--------------------------------------------------
iarea = find( ...




% base2 - base1
% y(t) = ------------------- * (t-Tbase(2)) + base1





for i = iarea(1) : iarea(end)
t = T(i);
slope = ( base2 - base1 ) / ...
( Tbase(3) - Tbase(2) );
y = slope * (t-Tbase(2)) + base1;
dA = (y - Y(i))*dt;
if (dA < 0), dA = 0; end
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Area = Area + dA;
end
Area_text = findobj( fig, ’Tag’, ’Area_text’ );









files_edit = findobj( fig, ’Tag’, ’files_edit’ );
files = get( files_edit, ’string’ );
files = [ ’[’ files ’]’ ];
files = strrep( files, ’-’, ’:’ );
files = eval( files );





I = T*0 + files(i);








Schematic of Control Box and
Divider for IMS 400B
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Figure C.1: Schematic of laser control box for coupling with IMS.
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BSA bovine serum albumin
CE capillary electrophoresis




DIOS desorption/ionization on silicon
ESI electrospray
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FID flame ionization detector
GC gas chromatography
GC/MS gas chromatography/mass spectrometry
HPLC high-performance liquid chromatography
HPLC/MS high-performance liquid chromatography/mass spectrometry
IMS ion mobility spectrometry
L2MS two-step laser mass spectrometry
LC liquid chromatography
LD laser desorption
LDMS laser desorption mass spectrometry
LIF laser induced fluorescence detector
LOD limit of detection













QqLIT MS hybrid quadrupole-linear ion trap mass spectrometry
QTOF MS quadrupole time-of-flight mass spectrometer
RSD relative standard deviation
SELDI surface enhanced laser desorption/ionization




WCID whole column image detector
UV ultra-violet
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